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Optical sensors based on the interaction between molecular vibrations and mid 
infrared radiations attracted high attentions in the last decades. In this study, we 
present the development of a waveguide evanescent field sensor based on the 
absorption spectroscopy in liquid environments. The device consists of a single 
mode strip waveguide integrated with a microfluidic system. With a quantum 
cascade laser at the wavelength of 5.8 µm, we demonstrate the detection of 
cocaine dissolved in tetrachloroethylene (PCE). 
 Mid infrared germanium waveguides on silicon have been proposed but not 
experimentally demonstrated. Here we realize this new type of waveguide with a 
monocrystalline germanium layer on a silicon substrate (Ge-on-Si) with standard 
photolithography and reactive ion etching. It is designed to be singlemode in 
transverse magnetic polarization at 5.8 µm. We used a method based on the 
Fabry-Perot resonance to measure the propagation loss, and the achieved lowest 
loss is 2.4 dB/cm. The bending loss was measured to be 0.12 dB per 90 bend ∘
with the radius of 115 µm. 
A microfluidic chip made from a UV-curable adhesive is integrated to the Ge-on-
Si waveguide. This is the first integration of this waveguide with a microfluidic 
system. Solutions of cocaine in PCE flow in the microfluidic channel and absorb 
the light in the evanescent field. A reference waveguide and an integrated Y-
junction eliminate the noise from coupling fluctuations, and the limit of detection 
is calculated to be 5 µg/ml. 
Mid infrared photonics can be further developed based on the platform of Ge-on-
Si waveguides. We demonstrate a detection of refractive index changes with a 
Mach-Zehnder interferometer integrated with a microfluidic system. 
Subwavelength structures for antireflection of the waveguide facets are also 
experimentally tested. We foresee an increasing development and applications 
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Dans cette dernière décennie,les senseurs optiques se basant sur l’interaction 
entre les vibration moléculaires et les rayonnements infrarouges (IR) moyens ont 
attiré beaucoup d’attention. Dans cette étude, nous présentons le développement 
d’un senseur d’onde évanescente basé la spectroscopie à absorption IR dans un 
milieu liquide. Le dispositif est consistitué d’un guide d'onde rectangulaire 
monomode associé à un sytème microfluidique. Un laser à cascade quantique 
d’une longeur d’onde de 5.8 µm est utilisée comme source IR. Ce dispositif est 
finalement exploité pour démontrer la détection de cocaine dissoute dans du 
tetrachloroethylene (PCE). 
La fabrication de guides d’ondes IR en germanium sur silicium a été proposé 
mais jamais validé expérimentallement jusqu’à présent. Ici, nous avons réalisé un 
nouveau type de guide d’ondes avec une couche mono-crytalline de germa nium 
sur un substrat de silicium(Ge-on-Si) par photolithographie standard et gravure 
par ions réactifs. La géometrie rectangulaire du guide a été choisie afin d’ obtenir 
un mode unique en polarisation transverse magnetique (TM) à une longueur 
d’onde de 5.8 µm. Nous avons utilisé une méthode s’appuyant sur les résonances 
Fabry-Perot (créées par les réflexions en entrée et sortie du guide) pour estimer 
les pertes de propagation qui sont de l’ordre de 2.4 dB/cm pour l’échantillon le 
plus performant. Les pertes liées à la courbure du guide sont de 0.12 dB pour un 
angle de 90° avec un rayon de courbure de 115 µm. 
Un dispositif microfluidique, réalisé avec une résine photopolymerisable par 
irradiation UV, a été intégré au système de guide d’onde Ge-on-Si. Plusieurs 
solutions de cocaine injectées dans le canal microfluidique ont été détectées en 
mesurant l’absorption specifique du signal IR par la cocaine dans le champ 
évanescent du guide. Un guide d’onde de référence et une jonction Y ont été 
utilisés pour éliminer le bruit lié aux fluctuations de couplage. La limite de 
détection ainsi obtenue est de 5µg/ml. 
La photonique dans le moyen infrarouge pourrait être développée sur la base des 
plate-formes de guide d’onde  ‘Ge-on-Si’. Nous avons démontré une détection de 
changements de l’indice de refraction avec un interferomètre de Mach-Zehnder 
intégré avec un système microfluidique. Nous avons également étudié 
expérimentalement la possibilité de réduire les réflexions aux extrémités du guide 
en y introduisant des nanostructures. Nous prévoyons un augmentation du 
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In the wavelength range of mid infrared (mid IR) from 2.5 to 25 µm, where light 
has strong interactions with molecular vibrations, we see an increasing attention 
on applications in the fields of chemical and biological sensing, trace gas 
detection, environmental monitoring, spectroscopy, astronomy, metrology, 
security, and industrial process control. A main driving force here is the 
development of the light sources, especially the quantum cascade lasers (QCLs) 
[1], which provide a compact laser source for sensing of trace gases. On the other 
hand in liquid environments, a low loss integrable waveguide is needed for the 
development of compact mid IR spectroscopy devices. 
 Mid IR waveguides in silicon have been made from silicon-on-insulator 
and silicon-on-sapphire. In this study, we presented the development of a new 
type of waveguide based on a monocrystalline germanium layer on a silicon 
substrate. It extended the usable wavelength to a wider range and can be an 
excellent platform for further development of mid IR photonics [2] like mid IR 
optoelectronics in silicon, mid IR plasmonics, and nonlinear applications like 
frequency combs [3]. 
 In a compact sensing device for liquid samples, a microfluidic system has 
the advantage of small sample volume and can integrate multiple functions for a 
lab-on-chip solution. Based on Ge-on-Si waveguides, we aimed to develop a 
portable optical sensing device which integrates a microfluidic system to detect 
chemical and biomedical substances, using mid IR spectroscopy in liquid 
environments. Cocaine detection was a pilot example to demonstrate this 
technology. 
 In the following chapters, we will present the basic components including 
singlemode waveguides, low loss bends, subwavelength structures for 
antireflection, and Mach-Zehnder interferometer.  By incorporation with 
integrated microfluidic systems, mid IR photonics based on Ge-on-Si waveguides 
showed great potential in (bio-) chemical sensing applications. 
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In chapter 2, we introduced the sensing scheme of mid IR waveguide 
spectroscopy in liquids. ATR (attenuated total reflection) technique shows 
advantage over transmissive measurements and has been used for cocaine 
detection [4]. Based on a similar scheme of light absorption in the evanescent 
field, optical waveguides show the potential to be integrated with lasers and 
detectors for sensing purposes [5-8]. 
 
Chapter 3 describes the development of mid IR Ge-on-Si strip waveguide, 
including design, fabrication, and optical characterization. A method based on the 
Fabry-Perot resonances was used for the measurements of propagation losses and 
the bending loss. 
 
Chapter 4 presents the detection of cocaine with a Ge-on-Si waveguide integrated 
with a microfluidic system, including the fabrication and the measurement. To 
improve the performance of the device, we used several methods to increase the 
signal level and to reduce the system noises, including an integrated reference 
waveguide. 
 
In chapter 5, we presented further development in mid IR photonics based on Ge-
on-Si waveguide, including integrated Mach-Zehnder interferometer and 
subwavelength structures for antireflection of the waveguide facets. 
 












In the visible and near infrared, integrable optical devices for (bio-) chemical 
sensing in liquid environments are mostly based on the measurement of refractive 
index changes and require surface functionalized layers.  
 In the mid infrared, however, strong and unique absorption spectrum of 
each molecule can provide a solution which is free of labels and also free of 
functionalized layers. In the following, we briefly introduced the sensing schemes 
of optical sensors which use the light in the evanescent field of a waveguide, and 
the potentials of integrable devices for mid IR spectroscopy in liquids. 
 
2.1 Sensing in the evanescent field 
 
A dielectric optical waveguide guides light with the phenomenon of total internal 
reflections. It consists of a core which has a refractive index higher than the 
cladding (and the substrate) materials surrounding the core. 
 The light is confined in the geometry of the structure and can propagate 
with supported waveguide modes. A typical example is the glass fibers for optical 
communication, which have cylindrical shapes. In the case of planar waveguides, 
as shown in figure2.1, light is confined in (or near) the core by parallel planar 
interfaces. At the core-cladding and the core-substrate boundaries, the light 
penetrates into the cladding and the substrate, and the field amplitude decays 
exponentially with the distance from the interfaces. The field outside the core 




Figure 2.1 Illustration of the evanescent field of a planar waveguide: The evanescent 
field in the cladding can be used for sensing of changes of the optical constant of the 
cladding. 
 
 The properties of the light propagating in the waveguide are sensitive to 
the dimensions of the waveguide and the optical constants of the core, the 
substrate, and the cladding. In the evanescent field in the cladding, variations of 
the refractive index and/or the absorbance can be detected by measuring the 
intensity, phase, polarization, or the propagation constant of the light. This type 
of sensing happens in the vicinity of the core with a thickness near the depth of 





Here λ is the wavelength of the light, neff is the effective index of the waveguide 
mode, and nc is the refractive index of the cladding. For a high refractive index 
contrast, dp is usually smaller than several hundred nanometers. This short depth 
is an advantage to detect only local phenomenon near the waveguide surface, but 
also a disadvantage when large objects like biological cells are involved in 
sensing. 
 
One type of these sensors is based on the measurement of the changes of the 
refractive index in the cladding. The readout can be achieved in several ways, 
including integrated Mach-Zehnder interferometers [10], optical resonators [11], 
optical grating [12], or surface plasmon resonances [13] which can be combined 
with an optical waveguide. These methods can be designed very sensitive that the 
limit of detection is near several nanograms per milliliter. 
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 However, these methods need an additional recognition layer [14,15] to 
distinguish specific analytes from other substances. As shown in figure 2.2, a 
recognition layer is formed on the surface of the waveguide core before the 
measurement. The cladding is the sample containing the substance to be 
measured. The recognition layer can bind only the specific analytes. This binding 
event changes the refractive index of the local area in the evanescent field, and 
can be measured in a real time that the dynamics of the binding can be recorded. 
Some examples of the recognition layer are antibodies, nucleic acids, polymers 
with molecular imprint. Beside an additional process to form the recognition 
layer, which is often a multi-step process, another disadvantage to use a 
recognition layer is that the response time is limited by slower diffusion and 




Figure 2.2 Illustration of sensors based on refractive index changes: A recognition 
layer is necessary to limit the response to specific analytes. 
 
 
2.2 Absorption spectroscopy in the evanescent field 
 
In the evanescent field, another type of sensing is based on the changes of the 
absorbance, while the analytes being detected can absorb the light propagating in 
the waveguide. Therefore the transmittance of the waveguide can be used to 
determine the concentration of the analytes. According to the Beer-Lambert law, 





where ε is the molar absorptivity, l is the path length of light traveling in the 
sample, and c is the concentration of the analytes. By scanning the wavelength of 
light, one can obtain the absorption spectrum of the analytes. 
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 The study of the absorption spectroscopy in the evanescent field has 
started from the fundamental works made by Harrick and Fahrenfort 
independently [16,17]. They introduced the technique of measuring the reflected 
light from attenuated total internal reflections (ATR). Conventionally for highly 
absorbing materials, transmissive-type spectroscopy requires very thin samples to 
shorten the optical path to the range of 10 µm. The complication of sample 
preparation even increases more when liquid samples need a thin flow cell. The 
use of ATR technique largely reduces the difficulties of sample preparations, and 
hence has a better repeatability of the measurement results. In combination with 
the FTIR spectroscopy (Fourier transform infrared spectroscopy), ATR-FTIR 




Figure 2.3 Scheme of an ATR measurement: Absorption is in the evanescent field of 
total internal reflections. The sensitivity is proportional to the number of bounces at 
the sample-ATR element interfaces. 
 
 The basic scheme of the ATR technique is shown in figure 2.3. The light 
beam is injected into the ATR element, which is made from a transparent material 
in the spectral range of interest. In the mid IR range, it is often made from ZnSe, 
Ge, Si, or diamond. On top of the ATR element, a liquid (or solid) sample covers 
a fixed area with a good contact to the element surface. The refractive index of 
the ATR element is larger than the sample. At the interface of the ATR and the 
sample, when the incident angle θ is larger than the critical angle θc=sin
-1
(n2/n1), 
total reflection happens, and some part of the light penetrates into the sample with 




where λ is the wavelength. The absorption from the sample happens in the 
evanescent field and can be measured from the spectrum of the reflected light. 
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Since the depth of penetration is determined only by the wavelength, the 
refractive indices of the two materials, and the incident angle, the ATR technique 
provides a very stable and short optical path length for absorption measurement, 
while the sample is much thicker than the penetration depth.  
 Here the total effective path length [18] is proportional to the number of 
bounces happen at the ATR-sample interface. For longer and thinner ATR 
elements, the bounce numbers are larger. Depending on the requirement of 
sensitivity, the bounce number often range from 1 to 20, and the total effective 
path length often vary from less than 1 µm to more than 40 µm. 
 
In the view of ray optics of an optical waveguide, which has a thickness near the 
wavelength of the light, the number of bounces becomes thousands times larger 
than the conventional ATR element in a unit length. This means absorption 
measurement based on a planar optical waveguide provides a higher sensitivity 
than conventional ATR elements [19]. Furthermore, the small dimensions of 
these waveguides have several advantages and potentials in spectroscopy and 
sensing applications. 
 First, the required sample volume for one measurement can be decreased 
to a level of tens nanoliters [5], which is an advantage for special applications 
which have limited amount of samples. Second, an optical waveguide keeps the 
advantages of stable effective path lengths from ATR elements, and also reduces 




Figure 2.4 Illustration of lab-on-chip sensing scheme: The optical waveguides are 
integrable to various elements and can provide multiple channels for parallel 
measurements. 
 
 Figure 2.4 shows a scheme of a lab-on-chip system for sensing 
applications. The optical waveguide has the potential to be integrated into a chip 
with various elements, including the semiconductor light sources, detectors, and 
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microfluidic systems for sample treatments before or after the measurement. 
Besides, parallel measurements with different waveguides and optical elements 
enhance the functionality of a single chip and can gain more information from 
one single sample. In addition, the sensing is localized in a small area of the 
sample, not only in the thickness but also in the lateral dimension when a channel 
waveguide is used. This allows the study of local phenomena in the samples. 
 
2.3 Mid infrared absorption spectroscopy 
 
Optical measurement based on absorption of light can be used to distinguish 
different substances without additional intermediate recognition layers, because 
characteristic absorptions can be obtained during light-matter interactions. In the 
ultraviolet-visible range, the absorption is related to the electron states of the 
atoms or the molecules. In the near and mid IR range, the absorption is caused by 
molecular vibrations and rotational-vibrations. An infrared spectrum contains 
information of the molecular structures, the strength and the orientation of 
chemical bonds, and the rotational states of the molecules. As an example, the 
stretching and bending of water molecules are illustrated in figure 2.5. When the 
light frequency overlaps with the frequencies of the vibrations, absorption can 
happen due to the resonances. 
 Especially in the mid IR range from 2.5 µm to 25 µm, where the light has 
the frequencies of the fundamental modes of the vibrations, the absorption is 
much stronger than in the near infrared, where the absorption by molecular 
vibrations is mostly due to the overtones. 
 
 
Figure 2.5 Illustration of stretching and bending of a water molecule: a) Stretching 
corresponds to absorptions of shorter wavelength (~2.68 µm). b) Bending of water 
absorbs light near 6.27 µm. 
 
 Mid infrared spectroscopy is an important tool for chemical identification 
and analysis, especially for small organic molecules. Absorptions from some 
functional groups can be assigned in the range about 1500-3700 cm-1 (2.7-6.7 
µm). The range near 600-1500 cm-1 (6.7-16.7 µm) is the so called fingerprint 
region, in which the absorption is complex and unique for different molecules. In 
addition, the sensitivity to the molecular structures provides the selectivity to 
isomers and isotopes. 
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In the last several decades, FTIR replaced dispersive infrared instruments and 
became the standard of infrared spectroscopy. It is easy to use and commercially 
available, and therefore extends the application of infrared spectroscopy to the 
fields like biology and forensic analysis. However, their broadband sources 
showed limitations in some highly absorbing environments, especially in the 
liquid phase. Instead of a broadband light source, infrared spectroscopy utilizing 
narrowband sources (e.g. lasers) provides a high spectral power density, and can 
allows measurement through a longer path [20]. 
 Among various infrared lasers, quantum cascade lasers (QCLs) are the 
most promising, because of the high power output in a narrow spectral band, the 
compact dimensions, a long life time, and the high tunability. They are 
semiconductor lasers and generate light through intersubband transitions designed 
by multiple quantum structures. Their emission wavelengths are determined by 
the quantum structures and can be tailored to cover the mid-infrared range and 
extend to the terahertz region. 
 QCLs are particularly suitable for sensing applications when singlemode 
planar waveguides are involved. A main disadvantage of using a singlemode 
waveguide is the difficulty of light coupling, especially with a broadband light 
source [19]. The light emitted from a QCL has high spatial and temporal 
coherences, and has a mode profile which can match well to a singlemode strip 
waveguide. A high coupling efficiency can be established with a simple butt 
coupling method. 
 In addition, the compact sizes of the QCLs enable the potential of 
integration with other devices (e.g. waveguides and semiconductor detectors) into 
a lab-on-chip sensing scheme. In an integrated chip, the alignments of the 
waveguide to the QCL and the detector become robust and less susceptive to 
mechanical vibrations and thermal displacements which are main reasons of the 
measurement uncertainty. 
 
2.4 Mid infrared laser spectroscopy in liquid phases 
 
In the mid IR laser spectroscopy, to obtain the characteristic absorption spectra of 
molecules of interest, the emission spectrum of the laser needs to satisfy some 
requirements. They depend on the absorption spectra of the analytes.  
 For small molecules in the gas phase, because the molecules can rotate 
freely without interaction with other molecules, their spectra show sharp peaks, 
which are the vibrations combined with discrete rotational levels. Depending on 
the gas pressure and temperature, the linewidths of these peaks can be smaller 
than 0.1 cm-1. To resolve the details of these fine structures in gas phases, the 
laser emission should have a spectrum narrower than the gas linewidths. For this 
purpose, a distributed feedback (DFB) QCL is good because of the stable and 
sharp spectrum [21]. Considering the scanning range of wavelength, several cm-1 
is enough to cover a part of characteristic absorptions when the emission is 
carefully selected. 
 For analytes in the liquid phase or dissolved in liquids, the collisions 
between molecules increase and the molecules are not free to rotate. The 
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absorption peaks are broadened and lost the fine rotational levels. In addition, the 
central position of the peaks can be shifted in liquids, when there are 
intermolecular interactions, such as hydrogen bonding or solute-solvent 
interactions [22,23]. As an example, figure 2.6 shows the absorption of water in 
the gas phase and in the liquid phase. 
 The characteristic absorptions in the liquid phase often have peaks or 
bands which have the linewidths from several cm−1 to several hundreds cm−1. 
Therefore a narrow spectrum of the laser emission is not obligatory to resolve the 
band shapes. Instead, a wide tuning range of wavelength becomes important to 
plot these bands. For DFB QCLs, a small wavelength change can be made with a 
varied laser current and temperature. For large wavelength changes, external-
cavity QCLs have shown a wide tuning range for more than several hundred cm−1 
[24].  
 Another issue for spectroscopy in liquid environments is the handing of 
liquid samples. Conventional methods include using a liquid flow cell for 
transmissive measurements, or the ATR technique for highly absorbing materials. 
Microfluidics have been used for infrared detection in separate devices [25-27], 
and has been integrated with optical waveguides for sensing purposes in the near 
and mid IR range [28-30]. Because of the small dimensions and multi-
functionality, it has great potential for further integrated devices. Recently an 






Figure 2.6 Absorption spectra of water in vapor phase and in liquid phase: Sharp 
peaks in the gas phase are broadened and merged into a band due to increasing 








Chapter 3  
 




A planar waveguide is a basic building block for various integrated optical 
devices. Light confined in the geometry of waveguide can propagate through 
supported modes. In the mid IR range, silver halides and chalcogenide glasses are 
the dominant materials for passive waveguides. For silicon (Si) compatible 
devices, planar waveguides based on silicon-on-sapphire and silicon-on-insulator 
have been demonstrated [33,41,42]. However, the buffer layer absorption and the 
substrate absorption limit their applicability in the longer wavelength region of 
mid IR. Here, we presented a strip waveguide based on monocrystalline 
germanium (Ge) on Si, which has been proposed [33] but not experimentally 
realized. It was coupled to a quantum cascade laser at 5.8µm and a mercury-
cadmium-telluride detector for optical characterization. The propagation loss was 
measured with a method based on Fabry-Perot resonances. The achieved lowest 
propagation loss was 2.4 dBcm-1, and the bending loss was measured to be 0.12 




In the visible and the near infrared wavelength range, optical waveguides based 
on silicon dioxide (SiO2) have been extensively studied and developed for the 
applications like fiber communications, fiber sensing, and integrated optical 
devices. However, the material absorption of SiO2 increases rapidly when the 
wavelength is above 2-3 µm.  
Various materials have been made into passive components in mid IR. 
They include silver halides, chalcogenide glasses, Si, Ge, gallium arsenide, 
indium phosphide, zinc selenide, calcium fluoride, and some metal fluorides. 
Figure 2.1 shows the transmission spectra of several materials measured with 
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Fourier transform infrared spectroscopy. The Fresnel reflection was included and 
reduced the transmission of some materials with high refractive index. Ge and Si 
had wide ranges of good transmission in mid-IR. Due to water molecules in the 
atmosphere, some ripples appeared near 6 µm during the measurements. 
 
Figure 3.1 Transmission spectra of some materials for the mid-IR: They are measured 
with FTIR spectroscopy and include Fresnel reflection. Ge and Si have a wide range 
of transmission in the mid-IR. 
 
Silver halide fibers [34,35] have been used for high power laser 
transmission (e.g. CO2 laser transmission for medical applications), and also for 
chemical sensing with spectroscopy technique in liquid environments [36]. Planar 
waveguides made from this material have also been demonstrated in singlemode 
and multimode transmissions [37,38]. The advantage of these waveguides is a 
wide spectrum of low absorption in the range of 3-30 µm, but the fabrication 
process still need to be improved to reduce the propagation losses [38,39]. 
 Chalcogenide glasses have the flexibility of micro structuring and attract 
great interest for various photonics devices. IR fibers, planar waveguides, 
resonators, and various passive and active devices have been demonstrated with 
chalcogenides [8,28,40]. Their transmission range can be tuned from visible to 
the far-infrared, but some chalcogenide glasses contains toxic elements (e.g. 
arsenic or selenium), and require special care when handling and machining these 
materials. 
 In Si based material systems, silicon on insulator wafers (SOI) are very 
promising for the wavelength of 1.2-3.6 µm [33]. Silicon on sapphire wafers 
(SOS) extended the usable wavelength range to near 6 µm [41,42]. However, due 
to the buffer layer absorption and the substrate leakage, the propagation loss 
increases rapidly for longer wavelengths. Therefore, mid-IR photonics in Si needs 
another material system to cover a wider wavelength range. 
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 Ge has a broad transparent wavelength range (2-14 µm) in the mid-IR [2]. 
It is an important material for IR windows and lenses, and has been made into 
fibers, and also planar waveguides on ZnS and IRTRAN2 [43-46]. Ge and Si 
have refractive indices around 4 and 3.4 respectively, and therefore guiding can 
be achieved by their index contrast. In addition, Ge and Si are non-toxic, bio-
compatible [47] and also compatible with Si complementary metal oxide 
semiconductor (CMOS) technology.  Active devices like Ge on Si laser at 1590-
1610 nm have also been reported [48]. Monocrystalline Ge strip waveguides on 
Si substrate have been proposed by Soref et al, but not experimentally realized. 
Here, we demonstrated singlemode Ge-on-Si strip waveguide in mid IR with low 
propagation loss and low bending loss. 
 
3.2 Waveguide design 
 
The idea of this Ge-on-Si strip waveguide was to support singlemode 
transmission at 5.8µm in TM polarization. Wider sections at the two ends of the 
waveguide were important for better coupling. In addition, we needed a 90∘
bend in each waveguide in order to detect light perpendicularly to the QCL 
emission axis. Between a wide section and a singlemode section, a taper structure 
was inserted. These are the criterions for further numerical simulations. 
The tool of simulation was commercially available software (CST 
Microwave Studio), which is based on a finite differential time domain (FDTD) 
method. Dr. Vincent Paeder (Optics & Photonics Laboratory, EPFL) performed 
the simulation of the above mentions elements, including waveguides, bends, and 
tapers. 
 
Figure 3.2 Simulated fundamental mode of TM wave at 5.8 µm: The waveguide 




Due to the high index-contrast of the Ge core and the air cladding, the 
waveguide dimension needed to be sufficiently small to support only the 
fundamental mode. Here the waveguide was designed to be 2.9 µm wide and 2 
µm thick. Figure 3.2 shows the simulated mode profile for the rectangle-shaped 
cross-section of the single mode waveguide. 
 For better coupling to the laser and to the detector, two 300µm-long 
coupling sections were designed at the entrance and the exit of the waveguide. 
These coupling sections had the same thickness of 2 µm, but a larger width of 15 
µm, which allowed more light to be coupled into the waveguide and the detector. 
Between a wider coupling section and a narrower single-mode section, a taper 
section was inserted for the matching of the widths. 
 
 
Figure 3.3 Bend Optimization by tuning the radius: a) The right bend had the radius R 
and the width is W. b) The radius for the maximum transmittance was 115 µm. 
Simulation: Vincent Paeder, OPT-EPFL. 
 
The purpose to add a 90∘bend was to reduce the noise of the stray light. 
When the infrared detector was placed on the axis of the QCL, strong stray light 
went into the detector and produce large noise. This configuration avoided most 
of the stray light going through the air and the Si substrate. The bend worked as a 
spatial filter which allows only the light in the waveguide going to the detector, 
and hence increased the signal to noise ratio which was important for further 
experiments. 
 For a fixed thickness, the bending loss could be optimized by tuning the 
radius and the width of the bend. For a bend width of 4.36 µm, the simulated 
transmittance of the bend varied with the radius as shown in figure 3.3b. Here we 
chose the radius of 115µm and the estimated loss was 2% (0.09dB).  
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3.3 Waveguide fabrication 
 
The fabrication of Ge-on-Si waveguides started from a mono-crystalline grown 
Ge layer on a <100> p-type Si substrate [49]. Between the Ge layer and the 
substrate, a 10µm-thick intrinsic Si was added in order to reduce the material 
absorption from p-type Si substrate for some wavelengths. The 2µm-thick Ge 
layer was then grown with reduced pressure chemical vapor deposition (RP-
CVD). This high quality mono-crystalline Ge layer ensured a low material 
absorption during the later development of low-loss Ge-on-Si waveguides. 
 Due to the large lattice mismatch between Ge and Si (4.2%), a layer of Ge 
was first grown at 400 °C to obtain a nearly plastically relaxed Ge layer. The 
growing temperature was then switched to 750 °C for the rest of the 2µm-thick 
Ge. In the end of the growth, high temperature cycling (750-890 °C) reduced the 
total amount of defects. Near the interface with Si, the Ge layer contained some 
misfit dislocations in the first several-hundred nanometers. These defects 
contributed a part of the propagation loss of the waveguide. 
 The process flow of the fabrication is shown in figure 3.4. The Ge layer 
was grown in the cooperation with CEA-Leti of Minatec Campus in Grenoble, 
France. A standard photolithography was used to define the geometry of the 
waveguides. It was then followed by a reactive ion etching (RIE) to transfer the 
micro structures from the photoresist into the Ge layer. The step in figure 3.4d 
was to grind and polish the edges of the Si substrate for 1~2 mm, because the 
following optical characterization required the end facets of the waveguides to be 
at the edge of the chip. 
 
Figure 3.4 Fabrication process flow: a) A 2µm-thick monocrystalline Ge layer on a Si 
substrate; b) Standard photolithography defines the waveguide structures; c) Ge layer 
is patterned with reactive ion etching; d) Grinding and polishing of the edges. 
 
3.3.1 Photolithography 
 For photolithography, the photoresist is AZ1518 from Clariant 
Corporation. It is a positive photoresist and suitable as a mask for dry and wet 
etching. It is sensitive to a wide UV spectrum from 310nm to 440nm, which 
covers the g, h, and i lines of mercury-vapor lamps. Depending on the speeds and 




Table 3.1 Parameters of the photolithography: The waveguide structure was defined 
in the photoresist which is 2.3µm thick. 
 
 The parameters of photolithography are listed in table 3.1. At room 
temperature, the photoresist AZ1518 is spun to the thickness of 2.3 µm at 3000 
rpm for 30 seconds. The exposure was done with a 3-inch mask aligner, MJB3 
from Karl Suss KG. During the exposure, the mask is in contact with the 
photoresist, and the resolution limit is around 1-2 µm, which depends on the 
thickness of the photoresist. After exposure, the chip is dipped into the developer 
and stirred slightly for 30-35 seconds. The developer is AZ351B diluted with de-
ionized water by the volume ratio of 1:3 in a room temperature. The development 
is followed by rinsing in de-ionized water for 30 seconds, and drying with 
blowing nitrogen gas on the sample. 
 
3.3.2 Pattern transfer with dry plasma etching 
 Using the photoresist as an etching mask, the waveguide structures were 
transferred to the Ge layer by RIE, which is one of the most important dry etching 
methods for micro-structuring. It combines the advantages of methods based on 
physical bombardment and methods based on chemical reactions [50]. The 
etching profile is anisotropic and the etch rate is high when compared with other 
dry etching methods. Because RIE has the nature of chemical reactions, the etch 
rates are selective to different materials, and can be tuned by choosing suitable 
gases and etching parameters [51]. With a high selectivity between the mask 
material and the material to be etched, one can achieve profiles with a high aspect 
ratio. Table 3.2 lists the parameters of the RIE process for etching Ge on Si 
substrates in our experiments. The typical etch rate of Ge was in the range of 150-




Table 3.2 Parameters of RIE for etching the Ge layer: The waveguide microstructures 
are transferred into the Ge layer with RIE based on CF4 and oxygen. The etching 
duration is controlled by monitoring the reflectivity of the sample surface. 
  
Here, the etching is investigated with two materials, Ge and Si, and two 
reactive gases, CF4 (tetrafluoromethane) and oxygen. The instrument was 
Plassys-MG200 which has the maximum 100W RF (radio frequency) output 
intensity at the frequency of 13.56MHz. Figure 3.5 is an image of the etching 
system. The flow rates of gases can be controlled between 0 and 50 sccm 
(standard cubic centimeters per minute) while the pressure of the specimen 
chamber can be controlled from 1 to several tens Pa. It is equipped with a 
reflectivity monitor for the end-point detection. The maximum sample size for it 




Figure 3.5 Image of Plassys MG200 for reactive ion etching: Ge dry etching is 
performed in the RF plasma of CF4 and O2. 
 
 For a Ge-on-Si strip waveguide, the Ge outside the masking area was 
removed by RIE. To stop etching at the interface of Ge and Si, it is desirable to 
have a higher etch-rate for Ge and a lower rate for Si, which means a higher 
selectivity of Ge over Si. In fluorine-based plasma, the ratio of etch-rates of Ge 
and Si can be as high as 30 while the chamber pressure is as high as 33 Pa [51]. 
In these high pressure conditions, the etching was dominated by the chemical 
reactions rather than physical bombardment, and therefore had a higher 
selectivity of Ge over Si. However, higher chamber pressure also lead to an 
 22
isotropic etching profile, which had a larger undercut and limited the smallest 
feature size of the microstructures. 
Figure 3.6 shows the SEM (scanning electron microscope) images of the 
etching tests on Ge and Si material with plasma of CF4 and oxygen at the RF 
power of 45W with two different specimen chamber pressures of 13 and 6 Pa. 
The flow rates were 40 sccm for CF4 and 0.8 sccm for oxygen, and the etching 
duration was 10 minutes. In these tests, Ge was etched faster than Si and the 
Ge/Si selectivity were 3.28 and 2.39 for the pressures of 13 Pa and 6 Pa 
respectively. While the higher pressure gave a larger Ge/Si selectivity, it also 
produced an isotropic etching shape and an undercut of approximately 1.7 µm for 
Ge. The undercut effect can limit the smallest feature size for this etching recipe 
and can hinder the development of some devices which need small and precise 
etching results. For example, directional couplers based on the evanescent 




Figure 3.6 SEM images of etching tests on Ge and Si with different pressures in the 
specimen chamber: a) & b) Ge and Si are etched at 13 pascal and the Ge/Si selectivity 
is 3.28 while the etching profile is isotropic with a large under cut; c) & d) Ge and Si 
are etched at 6 pascal and the Ge/Si selectivity is 2.39. 
 
 The top surface quality was influenced with higher chamber pressure. As 
shown in figure 3.7, Ge surface became rougher when the chamber pressure went 
higher. This was due to the initial point defects and lines on the top surface 
became larger and wider after etching. This phenomenon might be originated 
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from the different etching rates for different crystalline orientation of Ge, when 
chemical reactions dominate the etching process. 
 
Figure 3.7 Ge surface after etching with different chamber pressure: a) Ge etching at 
13 Pa, b) Ge etching at 6 Pa; After etching with CF4 and oxygen plasma, the top 
surface of Ge became rough by following the original defects and lines on the Ge. 
This phenomenon became more serious in a higher pressure of the specimen chamber. 
 
 The etch rate depended on various parameters, including materials to be 
etched, reactive gas compositions and flow rates, RF power intensity, the 
chamber pressure, the substrate temperature, the sample size, and also the aspect 
ratio of microstructures. For etching Ge with RIE of CF4 and oxygen, the typical 
etch rate was in the range of 50-500nm per minute. Due to the large range of the 




Figure 3.8 Typical curve of the laser reflection during the etching of Ge on Si: The 
reflection of Si is lower than Ge. (Lower reflection is higher in the curve.) During the 
transition from Ge to Si, interference fringes of the thin Ge film can be observed. 
 
In the case of Ge-on-Si, the Si substrate actually became the etching stop 
for the etching of Ge, where the Ge/Si selectivity is approximately 2~3. In 
addition, we monitored the reflectivity of the sample surface and determined the 
 24
end-point of etching. A visible laser was pointed to the sample top surface and a 
photo detector measured the intensity of the reflected light. Because the 
reflectivity of Si was about 25% lower than Ge, we could observe a drop of the 
laser reflection when Ge was removed and Si became the top surface of the 
sample. Figure 3.8 is a typical curve of the reflectivity against time during the 
etching. In the transition of the top surface from Ge to Si, we could observe the 
interference fringes of the changing thickness of the Ge layer, while the Ge layer 
was thin and became partially transparent to visible light. In the end of the 
transition, the etch process continued for 1 minute more to ensure the completion 




Figure 3.9 SEM image of the coupling section: At the beginning and the end of the 
waveguide, a 15µm-wide section was designed to have better coupling to the laser 
and the detector. A taper connected the wider and the narrower sections of the 




Figure 3.10 SEM image of a Ge waveguide on Si: In the narrower section of the 
waveguides, the width was 2.9 µm, and the thickness was 2 µm. It was designed for 





Figure 3.11 SEM image of a 90° bend of a radius 115 µm: The purpose of the bend 
was to avoid doing measurement on the emission axis of the laser. Therefore one can 
reduce the stray light going through the free space and the Si substrate. The bending 
loss was measured to be 0.12dB in a later experiment in section 3.6. 
 
3.3.3 Edge polishment 
 After RIE, the two ends of the waveguide were 1~2 mm away form the 
edge of the substrate. However, the waveguide was going to be coupled to the 
QCL and the detector with the methods of butt-coupling and end-fire. Both the 
two methods require the facets of waveguides to be at the edges of the substrate 
in order to have better coupling efficiency. Therefore we grinded and polished the 




Figure 3.12 Image of the grinding/polishing machine: It is TechPrep from Allied 
High Tech Product Inc., and has 8-inch platen with exchangeable lapping films. 
 
As shown in figure 3.12, the equipment used here was a grinding and 
polishing system, TechPrep from Allied High Tech Products Inc., which has an 
8-inch rotating platen with exchangeable diamond lapping films. The substrate 
was mounted perpendicularly to the waveguide coupling section with a thermal 
plastic adhesive, Crystalbond 509 from Ted Pella. Inc. The sample was grinded to 
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the desired depth with a lapping film with diamond particle size of 30 µm, and 
then polished with several films of smaller diamond particles until the size of 
0.5 µm. 
Cleaving along the crystal cleavages is often used to produce nearly 
perfect surface quality in applications like semiconductor lasers. In this study, we 
used the polishing method because it was easier to control the position of the 
edges with an acceptable surface quality in the mid IR. 
 
3.4 Waveguide coupling 
 
For optical characterization, the waveguide was coupled with a QCL from one 
facet and with a mid IR detector from the other facet. The coupling was achieved 
with two methods, which were end-fire coupling with lenses or mirrors and butt-
coupling without optical elements. Butt coupling provided higher efficiency than 
end-fire coupling but it was also more sensitive to misalignment and mechanical 
vibrations. 
 
3.4.1 End-fire method 
Figure 3.13 shows the scheme of the setup for optical measurement. One 
end facet of the waveguide was coupled to the QCL with two ZnSe (Zinc 
Selenide) lenses. These biconvex lenses have the diameter of 25 mm and a focal 
length of 25mm. Since the refractive index of ZnSe is near 2.4, antireflection 
multilayer coating was used on both sides of the lenses to reduce the Fresnel loss. 
Compared with off-axis parabolic mirrors, these lenses facilitated the alignment 
procedures. Over the spectral range from 3 to 12 µm, the transmittance was 
increased from ~70% to more than 90%. These lenses and the QCL were aligned 
and mounted together on a 3-dimentional translation stage, which has precision of 
10 µm over a range of 25mm. The focused laser spot could be moved around the 
end facet of the waveguide to find a best alignment position. 
The detector was a liquid-nitrogen cooled photoconductive MCT 
(mercury cadmium telluride) with a ZnSe window. The element size is 0.25x0.25 
mm2 and has a high sensitivity over a broad spectral band from 2 to 16.6 µm. For 
coupling of the detector with one facet of the waveguide, two gold coated 90o off-
axis parabolic mirrors were used to image the waveguide facet onto the active 
element of the detector. These mirrors are 50.8 mm in diameter and the effective 
focal length is 50.8 mm. The use of mirrors eliminated the chromatic aberration 
of lenses. The MCT detector and the two parabolic mirrors were aligned and 
mounted together on a 3-dimensional translation stage, which allowed scanning 
of the focal spot in the vicinity of the waveguide end facet to find an optimum 
alignment position. The translation stage has a precision of 10 µm over a range of 




Figure 3.13 Setup for optical characterization: The waveguide was coupled to the 
QCL with two ZnSe lenses from one facet. The other facet was imaged to the MCT 
detector with two off-axis parabolic mirrors. The chopper and the Lock-in amplifier 
allowed the measurement with a correlation technique and a lower noise. 
 
 The light source was a QCL (quantum cascade laser) emitting at 5.8 µm. 
It was a DFB (distributed feedback) laser and provided a very sharp spectrum 
when it was driven in a CW (continuous wave) mode. The QCL was working at -
25 °C and sat in a hermetic housing, which was LLH-100 from Alps Lasers SA. 
The light emission was through a ZnSe window with anti-reflection coatings for 
the wavelength of 3.5-12 µm. In the laser housing, a NTC (negative temperature 
coefficient) thermistor and a Peltier thermo-electric element controlled the 
temperature of the laser, which was important for maintaining the laser 
wavelength and a stable output power. Here the QCL was driven at 7.5V DC with 
the current of 225mA, while the laser output power was 2mW. Due to the fact 
that most injected electric power was converted into heat, water cooling in the 
base plate of LLH-100 was necessary to keep a sufficient thermal dissipation. 
 In front of the output window of the laser housing, a rotating chopper 
mechanically modulated the light intensity at the frequency of 1025 Hz with the 
duty cycle of 50%. The correlation technique using a lock-in amplifier had been 
used to improve the signal to noise ratio. The correlation technique was 
especially important for detection of light in the mid-IR, because thermal 
radiation of matters in a room temperature has the spectrum with the peak value 
in the mid-IR. While we used the MCT detector which responds to a wide 
spectrum from 2 to 16.6 µm, moving objects (particularly human bodies) in its 
viewing cone became the noise sources. 
 After the two ZnSe lenses, the light was coupled into the waveguide. At 
the same time, a part of the laser went through the free space above the sample or 
through the Si substrate under the Ge waveguide, and became the undesired stray 
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light. Because it was also modulated by the chopper, it became a large noise 
source. The 90∘bend allowed the measurement from the side and avoided the 
strong stray light on the emission axis of the QCL. Here, the bend had the 
function as a spatial filter, which allowed only the light propagating in the 
waveguide going into the detector, since most of the stray light was on the 




Figure 3.14 Photo image of the setup for optical measurement: A razor blade in front 
of the sample reduced stray light from the substrate and from the free space. 
 
 The output port of the QCL had the width of 15 µm and the thickness of 2 
µm. Because of the small dimensions of the QCL, the waveguide end facets, and 
the MCT detector element, the optimum coupling needed a precise alignment in 
the order of a wavelength. By scanning of the laser spot over the neighborhood of 
the waveguide facet, one can find a best aligned position which gives the 
maximum transmission measured by the detector. For a 2.9µm-wide, 2µm-thick, 
and 10mm-long waveguide, at the maximum point the total transmission was 
approximately 3%, which included the coupling loss, the Fresnel reflection, and 
the propagation loss. Figure 3.14 shows the picture of the setup for the end-fire 
coupling. To avoid possible noise coming from the substrate, a razor blade was 
placed closely in front of the sample edge of the waveguide output with a gap of 
100 µm. With a 3-dimensional translation stage, the knife edge was positioned 
about 100 µm below the output facet of the waveguide. This allowed light from 
the waveguide going to the detector and prevented possible light from the Si 




Figure 3.15 Waveguide output intensity when the QCL was shifted from the optimum 
alignment position: a) & b) The QCL shifted laterally and the normalized output from 
the waveguide is plotted in a linear scale and a logarithm scale. The signal to noise 
ratio was about 30dB when considering the noise floor is around +/-300 µm. c) & d) 
The QCL was shifted vertically. The output of the waveguide is more sensitive to the 
vertical shift. 
 
 The waveguide output intensity reached the maximum value at the best 
coupling position which was the point where the focused laser beam had the 
largest overlap with the waveguide mode. When we shifted the focus spot of the 
laser from this position, the transmitted light intensity dropped rapidly. Figure 
3.15 shows the normalized waveguide output intensity while the laser spot was 
shifted for 300 µm laterally and vertically. In figure3.16 a) & c), the output 
intensity was in linear scale. Beside the central focus spot, several side lobes were 
due to the limited aperture size of the lenses. Since the waveguide facet was 15 
µm wide and 2 µm thick, the measured central lobe was wider in the lateral 
direction than in the vertical direction for approximately 10 µm. In figure3.16 b) 
& d), the output intensity was plotted in logarithm scale. When we moved the 
laser spot laterally away from the waveguide facet for 300 µm, the detector 
reading dropped to a low level, and we could determine the signal to noise ratio 
to about 30dB. 
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3.4.2 Butt coupling method 
 The other way of coupling we tested here was the butt-coupling between 
the QCL and the waveguides. This method is commonly used in the visible and 
near infrared range for light wave transfer between two fibers, a fiber and a 
waveguide, a fiber and a semiconductor laser, or between a waveguide and a 
semiconductor laser. It is simply to put the facets of two optical devices as close 
as possible until they are in contact. Without additional lenses or prisms, this 
method is simple and practical. For the coupling between a fiber and a 
semiconductor laser, the mode shape of the laser is usually elliptic and does not 
match well to the fiber modes. However, when the two connected devices have 
similar mode shapes of electromagnetic waves, the theoretical coupling efficiency 
can be nearly 100% [53]. In our case of coupling of the waveguide and the QCL, 
both of them had similar elliptic shapes of the modes. They had similar 
dimensions for the waveguide facet and the laser emission facet. The simulated 
coupling efficiency was approximately 70-80% when they were in contact by the 
facets. To achieve a high efficiency with the butt-coupling method, it was critical 




Figure 3.16 Photo image of the setup for butt-coupling of the QCL and the waveguide: 
The room-temperature QCL was butt coupled to a Ge-on-Si waveguide. The inset 
was a microscope image which shows that the laser was in contact with the 
waveguide. 
 
 Because most QCLs need a low working temperature in the range from -
30°C to 0°C, they often stay in an air-tight housing to prevent the condensation of 
water vapor from the air. These QCLs emit laser through a window, which 
prohibits the butt-coupling to the waveguide. Therefore, a room-temperature 
QCL is necessary for this coupling method. Here we used with a QCL working at 
20°C (from Quantum Optoelectronics group, ETHZ), which emitted light at 4.3 
µm and was driven by pulses of 17.5 volt with the frequency of 90K Hz and the 
width of 200 ns. As shown in figure 3.16, the QCL was mounted on a stage 
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without housing, and there was no need of refocusing lenses between the laser 
and the waveguide. Here we removed the rotating chopper in front of the laser 
since the QCL was in the pulse-driving mode and the pulse frequency provided 
the reference signal for the lock-in amplifier. With the help of a microscope, one 
can easily align the laser to the waveguide facet, as shown in the inset of figure 
3.16. 
 
Figure 3.17 Waveguide output intensity for butt-coupling with the shift of QCL 
laterally and vertically from the best coupling point: The coupling was more sensitive 
to the misalignment in the vertical direction. 
 
To assess the influence of misalignment of the QCL for butt-coupling, we 
shifted the QCL from the optimum alignment position and recorded the 
waveguide output intensity. As shown in figure 3.17, the coupling was sensitive 
to both lateral and vertical shifts, especially in the vertical direction since the 
thicknesses of the waveguide and the laser were around 2 µm only. As compared 
with the end-fire method we have previously tested, it was approximately 3 times 
more sensitive to the misalignment and more susceptible to mechanical vibrations 
in the system. 
 Figure 3.18 shows the effect of increasing the gap between the QCL and 
the waveguide where 0 µm is the point of the maximum coupling. When we 
move the laser and enlarge the gap, there was not only the quadratic drop of the 
waveguide output intensity, but also several interference fringes at the beginning 
of the shift, corresponding to the Fabry-Perot resonance of the varied air gap 
between the laser and the waveguide. Due to the high refractive index of the 
materials for the QCL and the waveguide, the reflections at their interfaces with 
the air were high, and therefore the modulation depth of the fringes could be 
more than 50% of the intensity. These fringes can become an issue for the 
stability and the efficiency of the coupling, because they were very sensitive to 
the thickness of the air gap and needed a sub-micron precision of alignment. In 
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the visible and near infrared wavelength range, they are often suppressed by 
using an index-matching liquid which has a similar refractive index as the 
materials for the waveguide and the laser [53]. 
 
Figure 3.18 Waveguide output intensity with the gap in the QCL and the waveguide: 
The signal dropped with the distance while the air gap formed a cavity and produced 
the interference fringes in the beginning of the curve. 
 
3.5 Propagation loss measurement 
  
One important parameter for an optical waveguide is the propagation loss, which 
means the rate of energy attenuation when light waves travel in the waveguides 
for a unit length. This loss is usually attributed to the scattering of light at the 
rough surfaces of the waveguide, and the scattering inside the waveguide due to 
imperfections of the materials. In the spectrum of mid-IR, the absorption from the 
materials of the waveguide core and claddings becomes important. 
 Cut-back method is the simplest way to measure the propagation loss of 
an optical waveguide or a fiber [53]. The total transmission is measured when the 
waveguide is shortened by one or several cuts. By assuming the coupling 
efficiency keeps the same before and after each cut, one can calculate the 




where I0 and I1 are the waveguide total transmission (or output intensity) before 
and after the cut respectively. L is the difference of the waveguide length. This 
method is simple and suitable for optical fibers since the process of cutting 
usually do not disturb the coupling of fibers when the fibers are long. A planar 
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waveguide or a strip waveguide, however, often need a re-alignment to the source 
after cutting, which makes the measurement dependent on the alignment 
repeatability. 
 
3.5.1 Fabry-Perot resonance method 
 In this study, we used a method utilizing the Fabry-Perot resonance 
fringes of the cavity formed by the waveguide itself [54]. When light waves in 
the waveguide traveled to the two end facets, both transmission and reflection 
happen at the interfaces of the air and the waveguide. The reflected light waves 
bounced back and forth between the two end facets and interfered with each other. 
The waveguide behaved as a resonator and the transmitted light intensity had the 
interference fringes. These Fabry-Perot resonance fringes were determined by 
parameters including the reflectivity at the end facets and the propagation loss of 
the waveguide. By measuring the modulation depths of these fringes, we could 
know the propagation loss of each waveguide. This is a non-destructive method. 
In addition, this method is insensitive to the coupling efficiency because the 
propagation loss is determined from the modulation depth of the fringes but not 
the total transmission. 
 
 
Figure 3.19 Illustration for a waveguide as a Fabry-Perot resonator 
 
 In the Fabry-Perot resonator formed by the waveguide, as shown in figure 
3.19, a reflected light wave traveling back and forth to the same point has a phase 
difference δ, which is determined by the waveguide length L, the wavelength λ of 





Consider a coherent light source, when there is no loss during the propagation 




where I0 is the intensity before the waveguide, R is the reflectivity at the end 
facets of the waveguide. Here the coupling coefficient is assumed to be unity for 
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the convenience of analysis. Thus the transmittance I/I0 is determined only be R 
and δ. Figure 3.20 shows the calculated transmittance against the phase 
difference. When the phase difference equals to integer multiples of 2π, the 
reflected waves are in phase with each other and the transmittance reaches 
maximum, which can be 100% when there is no loss. When the end facets have a 
high reflectivity (e.g. R=0.9), it behaves as a good resonator with sharp peaks at 
each phase-matching positions. For a waveguide without additional coating at the 
end facets, the reflectivity is normally smaller than 0.5, and the Fabry-Perot 
fringes become closer to a sinusoidal shape. The peaks are less sharp and the 
resonator allows more transmission of light even when the phase matching 
condition is not satisfied. For example, the dashed curve in figure 3.20 is the 
calculated transmittance when the reflectivity R is 0.342. 
 When we consider a waveguide with a propagation loss α, the transmitted 




while the reflection at the two end facets is assumed to have no loss. The 
transmittance of the waveguide is plotted as the solid curve in figure 3.21, in 
which the propagation loss is 3dB after the light waves travel for the length of L 
in the waveguide. In the system with losses, the maximum transmittance is no 
longer 100% at the phase matching positions. 
 
 
Figure 3.20 Calculated transmittance against the phase difference: When there is no 
loss, the maximum transmittance can be 100%. The dashed curve is the Fabry-Perot 




Figure 3.21 Calculated transmittance with different losses: The solid curve is the 
fringes of waveguide with loss of 3dB after the propagation of the length L. 
 
 
Figure 3.22 Normalized transmittance for curves with and without losses: The solid 
curve is calculated from waveguide with the loss of 3dB and Pmin/Pmax is larger. 
 
 When we normalized the two curves in figure 3.21 by dividing them with 
the maximum value of each curve, we could compare the Fabry-Perot resonance 
fringes of waveguides with and without losses in figure 3.22. The two curves 
were calculated from the same reflectivity R=0.342, but the dashed curve had no 
loss and the solid one had a propagation loss of 3 dB over the waveguide length L. 
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For the waveguide without loss, the resonant peaks are sharper and the 
modulation depth is larger, which means Pmin/Pmax is smaller. 
 Pmax is the output intensity at the maximum where cos(δ) is 1, and Pmin is 








From this equation, one can determine the propagation loss α of a 
waveguide with the length L and the reflectivity R of the end facets, by measuring 
the ratio of Pmin and Pmax from the Fabry-Perot fringes. 
 Since this method is based on the shape of the fringes which is determined 
by R and α, a reliable reflectivity R is necessary for an accurate measurement of 
α. In general, R is given by numerical simulation or approximate calculations 
[55]. In our case, the reflectivity of the end facets of the Ge waveguides is 
simulated by FDTD (finite-difference time-domain) method to be 0.342 for a 
15µm-wide and 2µm-thick Ge facet on a Si substrate in the air environment. For 




where 1 is the refractive index in the air and neff is the effective refractive index of 
the waveguide mode.  
 Based on the Fabry-Perot resonance, the propagation loss measurement 
has a better accuracy when the waveguide has high facet reflectivity and low total 
transmission loss [54]. 
 
3.5.2 Measurement results 
 To obtain experimentally the Fabry-Perot fringes from the waveguide of 
interest, one needs to vary the phase difference δ and measure the corresponding 
transmitted light intensity. One of the two ways to do so is to change the 
wavelength of the incident light. This normally needs a tunable laser emitting 
light in a spectral range which is large enough to read one maximum and one 
minimum of the output intensity. The other way is to vary the optical path 2neffL 




Figure 3.23 Measured Fabry-Perot fringes of two waveguide with different lengths: 
The longer waveguide showed a faster modulation with temperature. 
 
 
Figure 3.24 Modulation frequency with temperature: The measurement was in a good 
agreement with the simulation result. 
 
 Here we changed the optical path by heating up and cooling down the 
material of the waveguide. With the setup of end-fire configuration, we added an 
additional tungsten coil close to the waveguide to control the temperature. When 
the temperature of Ge became higher, the refractive index increased [56] and the 
transmittance was modulated by the varying optical path. For waveguides with 
different lengths, the phase difference varied with the temperature by different 
speeds. Figure 3.23 shows the measurement result from two waveguides of 
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different lengths. The longer one had a faster modulation with the temperature, 
and also a smaller modulation depth due to a larger total loss in the full length of 
the waveguide. The average value of transmission decreased slowly with the 
temperature because of the misalignment induced by thermal expansions of the 
mechanical elements in the setup. 
 The modulation frequencies with temperature can be simulated by taking 
into account the thermal optical coefficient dn/dt=0.000416 K-1, and the linear 
thermal expansion coefficient αL=6E-6 K
-1 of Ge. As shown in figure 3.24, the 
calculated frequencies were in good agreement with the measurement results, 
where waveguides of 8 different lengths were measured. 
 In the method of Fabry-Perot resonance, a larger modulation depth 
represented a lower propagation loss when the waveguide lengths and the 
reflectivity were the same. Here the lowest loss we achieved was 2.4 dB/cm, 
where the Pmin/Pmax was 0.51 and the waveguide length was 13.24 mm. The 
waveguide was 2-µm thick and 2.9-µm wide. The measured Fabry-Perot fringes 
were shown in figure 3.25, where Pmin was the average of Pmin1 and Pmin2 in order 
to reduce the effect of decreasing average intensity when we calculated the loss. 
When we took into account the bending loss in the waveguide, the propagation 
loss was actually smaller than 2.4 dB/cm. Next section presents that the bending 
loss was measured to be 0.12 dB for a 90∘bend with a radius of 115 µm. 
 
Figure 3.25 The measured Fabry-Perot fringes of the waveguide with the lowest 
propagation loss we achieved: The propagation loss was smaller than 2.4dB/cm when 
we took into account the bending loss in the waveguide. 
 
 The measurement result of the Fabry-Perot resonance method was 
reconfirmed by a length-variant method which compared the output intensity of 
waveguides with different lengths. Like the cut-back measurement, this method 
assumed that the coupling efficiency was the same in each time for each 
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waveguide. These waveguides were first measured with Fabry-Perot method and 
the propagation losses were in the range from 2.9 to 4 dB/cm, while the average 
value is 3.5 dB/cm as shown in figure 3.26. The transmission of each waveguide 
was then compared against the waveguide length. As plotted in figure 3.27, the 
slope of the linear fit was 3.6 dB/cm, which had a good agreement with the result 
of the Fabry-Perot resonance method. 
 
Figure 3.26 Propagation loss of 8 waveguides with Fabry-Perot method: The 8 
waveguides were fabricated on the same substrate and had different lengths from 
each other. The average value of their propagation losses was 3.5 dB/cm. 
 
Figure 3.27 Transmission of the 8 waveguides of different lengths: The slope of the 
linear fit was 3.6 dB/cm and showed a good agreement with the measurement result 
from the Fabry-Perot resonance method shown in figure 3.26. 
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 Intrinsic crystal Ge and Si have low absorption at 5.8 µm which was the 
wavelength of the QCL we used for measurement. The expected propagation loss 
was < 1dB/cm [33]. Here the propagation loss could be partly attributed to the 
roughness of the side walls of the waveguides. Besides, the first several-hundred 
nanometers of Ge contain misfit dislocations and contributed a part of the 
propagation loss [49]. 
 
3.6 Bending loss measurement 
 
The 90° bend in each waveguide had the advantage to reduce the undesired stray 
light. However, it also added a bending loss to each measurement. The bending 
loss is very much related to the radius of the bend and the wavelength. From the 
previous simulation result, the bending loss should be near 2% (0.09 dB) for the 
fundamental mode of TM polarization at the wavelength of 5.8 µm, while the 
bend radius was 115 µm. 
 
 
Figure 3.28 Waveguide design for the measurement of bending loss: The 4 designs 
had the same total waveguide length but different numbers of bends. 
 
 To measure the bending loss, we compared the transmission loss of 
waveguides with different numbers of bend. Here the transmission loss included 
the total propagation loss and the total bending loss. As shown in figure 3.28, the 
4 designs had the same total waveguide length, but the numbers of 90° bends for 
each design were 5, 17, 29, and 41 separately. The transmission loss of each 
waveguide was measured with the Fabry-Perot resonance method described in 
section 3.5. Figure 3.29 shows the result from 16 waveguides of the 4 designs. 
The slope of the linear fit gave the bending loss of 0.12 dB for a 90∘bend with 
the radius of 115 µm. 
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Figure 3.29 The measurement of bending loss: Transmission loss of 16 waveguides 










Cocaine detection in liquids with  
a Ge-on-Si strip waveguide 
 
Mid infrared spectroscopy has been extensively used for detection and 
identification of chemicals. In the solid and liquid phases, ATR-FTIR (Attenuated 
Total Reflection Fourier Transform Infrared Spectroscopy) exhibits advantages 
over transmissive FTIR because of its high reproducibility and simple steps of 
sample preparation [16,17]. In the evanescent field near the interface of the 
sample and the ATR crystal, mid-IR light waves penetrate into the sample and the 
absorption spectra can be obtained. Instead of using an ATR crystal, mid-IR 
waveguide spectroscopy has a similar sensing principle based light absorption in 
the evanescent field, and also a great potential for the development of a compact 
and integrated device for bio-chemical sensing applications [5,6,28]. 
In this chapter, we demonstrated the integration of a Ge-on-Si waveguide 
with a microfluidic chip and its sensing applications in liquid environments. 
Cocaine detection was a pilot example to prove this technology. The light source 
was a QCL with the wavelength of 5.8 µm, which overlapped with one 
absorption peak of cocaine molecules. We dissolved cocaine in 
tetrachloroethylene (PCE), which is an organic solvent with high transmittance in 
a wide spectrum of mid-IR. Cocaine solutions of different concentrations flowed 
through the microfluidic channel and covered a certain length of the waveguide. 
The absorption in the evanescent field of the waveguide could be detected by 
measuring the waveguide transmission. By using an integrated splitter and a 
reference waveguide, the limit of detection can be calculated to be 5 µg/ml. 
One potential application for this device is the detection of cocaine in 
human saliva, which would need an extraction of cocaine from saliva to PCE. 
While the typical concentration of cocaine in saliva is in the range of 1 µg/ml (30 
minutes after smoking cocaine) [4,82], further improvement of the sensitivity is 
necessary for this task. 
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4.1 Sensing scheme and the selection of wavelength 
 
The sensing scheme is illustrated in figure 4.1, where the liquid sample covers a 
certain length of the Ge waveguide. The light from a QCL is injected from one 
facet of the waveguide and the output intensity is measured from the other facet. 
 In the evanescent field of the waveguide, the light wave penetrates into 
the liquids and decays exponentially with the distance. The analytes near the 
waveguide can absorb the light and reduce the total transmission of the 
waveguide, and the concentration of the analytes can be determined by 
monitoring the output intensity. 
 
 
Figure 4.1 Sensing scheme: Molecules of the analytes in the fluidic chamber absorb 
light in the evanescent field of the waveguide. The concentration of analytes can be 
determined by monitoring the waveguide transmission. 
 
 When the sensing is based on the absorption of mid-IR radiations, which 
are in the wavelength of the fundamental molecular vibration frequencies, the 
selectivity of target molecules is achieved by the detection of specific absorption 
spectrum. While other optical methods (e.g. surface plasmon resonances or 
optical resonators) often need labeling molecules or functionalized layers, this 





Figure 4.2 Absorption spectrum of cocaine, PCE, and water: The characteristic 
absorption peak of cocaine near 5.8 µm (1720-1750 cm-1) was chosen as the working 
wavelength. PCE has low absorption in a broad mid-IR band. [32] NIST Chemistry 
WebBook. 
 
 Cocaine is an addictive stimulant drug for forensic analysis, and here it is 
used to demonstrate mid-IR spectroscopy in liquids. As shown in figure 4.2, 
cocaine has absorption peaks in the fingerprint region from 500 cm-1 to 1500 cm-1, 
and also peaks near 1720-1750 cm-1 [4,32] from its carbonyl functional group, 
which is a carbon atom double bonded to an oxygen atom. The absorption 
spectrum of water in figure 4.2 shows strong absorption in the mid-IR. Since 
water is the main constituent of human fluids (eg. saliva or plasma), its strong 
absorption often hinders the sensitivity and the application of mid-IR 
spectroscopy for biological samples. To deal with the strong absorption of water, 
one can remove the water by drying the liquid samples before measurements, or 
extract the cocaine from human fluids to some mid IR transparent solvents. The 
spectrum of PCE (tetrachloroethylene) in figure 4.2 shows a wide window of low 
absorption in the mid-IR and is suitable for the extraction of cocaine for the 
measurement with mid IR spectroscopy [4]. In this study, we demonstrated the 




Figure 4.3 ATR transmittance spectrum of cocaine dissolved in PCE: It is measured 
with the cocaine concentration of 10mg/ml with ATR-FTIR. 
 
Because QCLs has a high flexibility of the wavelength range covering 
almost the entire mid-IR, we were able to choose the working wavelength for an 
optimized device performance. Figure 4.3 is the ATR-FTIR transmission 
spectrum of cocaine dissolved in PCE with the concentration of 10 mg/ml. If we 
consider the highest absorption, the peak near 1278 cm-1 was strongest and could 
give a highest signal contrast. However, the absorption peaks near 1720-1750 cm-
1 were found to be less influenced by some masking substances like sugar, milk 
powder, and Coca-Cola-Zero rather than the peak near 1278 cm-1 [4]. Therefore, 
the wavelength of the QCL was chosen to be near 5.8 µm. 
 
4.2 Integrated microfluidic chip 
 
Microfluidic systems have been used together with infrared analysis. In 
combination with chromatography or electrophoresis, separated microfluidic 
chips have the functions of sample preparation or pre-concentration before the 
conventional IR-detection [25-27,57-59]. A microfluidic device integrated with a 
planar chalcogenide glass waveguide on a silicon substrate has been presented for 
the detection of N-methylaniline at the wavelength of 1.55 µm [28]. Commercial 
products combining QCLs and flow cells for the detection of oil in water are also 
available from the company, QuantaRed Technologies [60]. 
 In this study, a microfluidic chip was integrated with the Ge-on-Si strip 
waveguide. In this device, the microfluidic chip had the function to control and 
deliver liquid samples to the sensing area, which was the evanescent field of the 
waveguide. Especially for liquids with high volatility, a closed microfluidic 
chamber was necessary to prevent the evaporation of solvents and to ensure 
stable compositions and concentrations of the liquid samples. In the sensing 
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chamber, the liquid samples could cover the Ge waveguide, and the flow speed is 
controlled by a syringe pump. Samples with different composition and 
concentration could be switched conveniently via a valve. In a further study, the 
integrated microfluidic system can be extended to have more functions like pre-
concentration or liquid-liquid extraction [31]. 
 PDMS (poly-dimethyl-siloxane) is the most widely used material for 
microfluidic devices because micro-sized channels can be easily fabricated 
through replica molding [61]. However, it is not compatible with many organic 
solvents because of the problems of swelling and delaminating from the substrate 
[62]. Here, we used a low-cost UV-curable adhesive NOA81 (Norland Optical 
Adhesive 81, Norland Product Inc., Cranbury, NI, USA) as the material of the 
microfluidic chip. Compared with PDMS, NOA81 has better chemical resistance, 
is impermeable to air and water vapor, and is less prone to swell during the 
contact with some organic solvents which has low absorption in the mid-IR 
(including PCE) [63,64]. In addition, it has been shown to have low adsorption of 
cocaine (in aqueous or organic solvents), and of proteins (interleukins from blood) 
[65,66]. The stiffness of cured NOA81 is about 1 GPa [67], which allows the 
building of wide microfluidic channels which do not collapse under the negative 
pressure used to suck the liquids through the device. 
 
 
Figure 4.4 Fabrication flow of the microfluidic chip: a) PDMS master for rapid 
prototyping, b) NOA81 cast on PDMS, c) Ge-on-Si waveguide and un-molded 
microfluidic chip, d) final device: the microfluidic system was bonded on the Si 
substrate and formed the chamber for light-liquid interactions. 
 
The microfluidic chips were fabricated by Philip Wagli of SAMLAB (The 
Sensors, Actuators and Microsystems Laboratory), with NOA81 by using the 
method of rapid prototyping [63]. As shown in figure 4.4, the microstructures of 
the channels were first defined on a PDMS master. NOA81 was then cast and 
cured on top of the PDMS. After separation from the master, the microfluidic 
device was bonded to the Si substrate of the Ge waveguide with oxygen plasma 
treatment. After bonding, NOA81 was cured further under a UV lamp. A high 






Figure 4.5 Photo of a Ge-on-Si waveguide bonded with a microfluidic chip: The 
microfluidic channel was 1mm wide, 7 mm long, and 50 µm deep. 
 
Figure 4.5 shows a photo image of a microfluidic chip integrated with a Ge-
on-Si waveguide. The microfluidic design was a simple straight channel with one 
inlet and one outlet for liquid samples. The fluidic channel was 1mm-wide, 7mm-
long, and 50µm-deep. It was on top of the Ge waveguide and formed the sensing 
chamber for light-liquid interactions. The inlet and outlet of the channel were 




Figure 4.6 The sealing at the waveguide interface: a) the illustration of the sealing at 
the interface of the waveguide and the microfluidic device, b) a photo image of the 
sealing 
 
At the interface of the Ge strip waveguide and the microfluidic channel, the 
waveguide crossed over the wall of the fluidic chamber and reached the edges of 
the Si substrate. Due to the high stiffness of NOA81, the chamber walls could not 
be deformed to adapt the rectangular shape of the waveguide, and liquids could 
leak through this opening. As shown in figure 4.6, we sealed up the opening at 
the waveguide interface with an additional gluing process. Because this glue 
stayed in a close contact with the Ge waveguide in the evanescent field, the 
material of the glue should have low absorption in the working wavelength to 
avoid additional light absorption and the reduction of the device performance. 
Instead of using conventional UV-curable adhesives which usually have strong 
absorption in the mid-IR, we sealed the opening with a piece of heated PE 
(polyethylene). At the temperature near 120 °C, a piece of PE was placed at the 
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interface of the waveguide and the wall of the fluidic chamber. Near this 
temperature, it started to become soft and able to flow around to cover the 
opening. 
 
4.3 Static measurement of cocaine with changes of propagation loss 
 
The measurement setup is shown in figure 4.7. It consisted of an optical system 
for measuring the waveguide output light intensity, and a syringe pump system to 
drive the fluidic flow in the micro channels. The optical system was based on the 
end-fire coupling method described in section 3.4.1. The light from the QCL was 
injected into the waveguide via 2 lenses made from ZnSe. After interaction with 
the liquid sample in the fluidic chamber, the light went through a 90° bend to the 
right, and was collected to the MCT detector with two off-axis parabolic mirrors. 
 The outlet of the microfluidic device was connected to a syringe pump, 
which sucked the liquid sample through the fluidic channel. With a negative-
pressure driving, the microfluidic chip was less prone to detach from the Si 
substrate. By changing the speed of the syringe pump, one could control the flow 
rate of the microfluidic channel or keep the liquid sample in a static state. The 
inlet of the microfluidic device was connected to a multi-selection valve, which 
was able to switch the samples with different concentrations of cocaine dissolved 
in PCE in different reservoirs. 
 
 
Figure 4.7 Setup for cocaine measurement: With the configuration of end-fire 
coupling method, the waveguide output intensity was measured while the 
microfluidic chamber was filled with cocaine in PCE solutions. 
 
 At first, the measurement was done in a static state, in which the flow in 
the microfluidic channel was blocked during the data acquisition. Samples with 
different concentrations were sucked into the sensing chamber and measured 
separately. The cocaine we used has the purity >98 %, and was purchased from 
Lipomed AG Switzerland with the permission of the Cantonal Drug 
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Administration of Neuchatel. We dissolved the cocaine into PCE with 
concentrations of 10mg/ml, 5mg/ml, 1mg/ml, 100µg/ml, 10µg/ml, and pure PCE. 
 
 
Figure 4.8 Fabry-Perot resonance fringes with different cocaine concentrations: When 
the concentration of cocaine was higher, the modulation depth became smaller. 
 
Figure 4.9 Propagation loss with different cocaine concentrations (error bar is the 
standard deviation): The propagation loss increased with the cocaine concentration. 
In high concentration region, the relationship was not linear, which might be induced 
by the residue of sample in a previous measurement. 
 
 In the static measurement of cocaine, the Fabry-Perot resonance fringes 
were recorded by varying the temperature of the device in a small range from 27°
C to 32°C. For the same Ge strip waveguide, we filled the microfluidic channel 
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with cocaine solutions of different concentrations, and performed the 
measurements. As shown in figure 4.8, when the concentration of cocaine 
increased, both the average transmitted power and the modulation depth of the 
fringes decreased. It showed that the cocaine molecules in the evanescent field of 
the waveguide absorbed a part of the light, reduced the transmitted light, and 
increased the propagation loss. 
 See section 3.5.1, according to equation 3.6, the propagation losses were 
calculated from the Fabry-Perot resonance fringes and plotted in figure 4.9. For 
the same waveguide, the propagation loss increased while the concentration of 
cocaine increased. In the region of lower concentrations, the change of the 
propagation loss was small and masked by the measurement errors. The accuracy 
of measured propagation loss determined the detection limit to a high level of 
approximately 500µg/ml. According to the Beer-Lambert law, the propagation 
loss should be linearly proportional to the concentration of cocaine. However, in 
the high concentration region in figure 4.9, the propagation loss started to become 
non-linear when it was near 5mg/ml. One possible reason for this phenomenon is 
that the measurement of each concentration is influenced by the residue of an 
earlier concentration. 
 
4.4 Dynamic measurement of cocaine 
 
The detection of cocaine with static measurement was limited by the accuracy of 
the measured propagation losses. Due to the nature of the measurement method 
based on Fabry-Perot resonance fringes, the measured propagation loss had a 
larger error, when the total attenuation of the waveguide became larger [54]. This 
meant that the loss measurement result of a longer waveguide was less accurate 
than a short waveguide, provided they have the same propagation loss for a unit 
length. For the static measurement based on the relationship of the propagation 
loss and the analytes concentration, this property was a dilemma for the detection 
of low concentrations of analytes. On one hand we would like to minimize the 
error of the measured propagation loss, by shortening the length of the waveguide 
to reduce the total attenuation. On the other hand we would like to enhance the 
interaction volume of the light and the molecules, by increasing the waveguide 
length. Since the propagation loss of a unit length was not a number close to zero, 
the error of the loss measurement would increase with the length of the 
waveguide. 
 To overcome the limit of detection appeared in the static measurement. In 
this section, we studied the detection of cocaine with a dynamic measurement, 
where the liquid in the microfluidic channel kept a constant flow. With the same 
experiment setup as in the static measurement, here the syringe pump kept 
sucking the liquid with a constant rate. A syringe pump was a mechanical device 
which pulls the plunger of a fixed syringe with a controlled and accurate speed. 
The inner diameter of the syringe was 15mm and the flow rate was set to be 50 
µL/min. 
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 Instead of measuring the propagation loss of the waveguide, we 
monitored the output light intensity in real time, while the flow rate of the liquid 
was kept constant. In this dynamic measurement, the readings of the light were 
recorded and compared with each other continuously during the measurement. 
The output light intensity indicated the amount of cocaine molecules in the 
evanescent field through the Beer-Lambert law. Here the reference signal was 
from a flow of pure PCE in the microfluidic channel. Before the inlet of the 
channel, the multi-selection valve switched the liquid samples of different 
concentrations during the measurement. These concentrations were 10mg/ml, 
5mg/ml, 1mg/ml, 100µg/ml. 
 
Figure 4.10 Output light intensity and cocaine concentration with time: The output 
light intensity responded well to each switch of concentrations. The lowest measured 
concentration was 100µg/ml. 
 
 Figure 4.10 plotted a measurement result of the output light intensity 
during the flow with cocaine solutions of different concentrations. First the 
microfluidic channel was filled with pure PCE, and then it was followed by a 
sequence of cocaine in PCE solutions. Between each cocaine solutions, we added 
flows of pure PCE for 10 minutes. The output light intensity responded well to 
each switch of concentrations. When we compared the intensity drop of each 
concentration, we did not see a logarithmic relationship. The peak of each 
concentration did not reach a saturated and stable level, and it was probably due 
to the mixing of liquids in the channels. At the mean time, the absorption of 
cocaine molecules at the concentration of 100 µg/ml could be barely recognized, 
because of the noises in the optical system. These fluctuations could be attributed 
to many factors in the laboratory and in the setup of experiments. They included 
temperature fluctuations, mechanical vibrations, the air humidity, the coupling 




4.4.1 Thermal fluctuations due to Fabry-Perot fringes 
 In a Ge-on-Si strip waveguide, the two end facets had high reflectivity 
and formed a resonant cavity, which resulted in the Fabry-Perot fringes on the 
transmittance when the waveguide temperature was varied. In section 3.5.1, we 
used this phenomenon to determine the propagation loss of each waveguide. 
However, when we used the waveguide in the device for cocaine detection, these 
resonance fringes became one major source of noises. The transmittance of the 
waveguide fluctuated together with small variations of the device temperature. 
These fluctuations were related to the modulation depths of the Fabry-Perot 
fringes. Figure 4.11 shows the output intensities of two waveguide with different 
modulations depths, and the waveguide temperature changed slightly with time. 
For the waveguide with a larger modulation depth, its output light intensity could 
fluctuate in a larger range than a waveguide with a low modulation depth. The 
range of the fluctuation approximately equaled to the modulation depth of the 
Fabry-Perot fringes of each waveguide. 
 
 
Figure 4.11 Fluctuation due to Fabry-Perot fringes: The waveguide output light 
intensity fluctuated together with the temperature of the device. The waveguide of 
higher finesse had a larger modulation depth in the fringes, and therefore fluctuated in 
a larger range. 
 
 The fluctuation of the waveguide transmittance was caused by small 
variations of the device temperature. See section 3.5.1, from equation 3.4, the 





where A is the attenuation of the light traveling through the total waveguide 
length, and it is a number between 0 and 1. When t is divided by its maximum 




Here δ is the phase difference of a full round trip of light inside the waveguide, 
and is dependent on the temperature. For Ge waveguides, thermal expansion in 
the length L makes only a small effect on the phase difference, when it is 
compared with the refractive index changes caused by the thermal optical effect. 
If we neglect the thermal expansion of L, the derivative of tn with respect of the 




During a temperature variation, the transmittance of the waveguide fluctuates 
with a slope as in the function above. It is zero when the phase difference δ is an 
integer multiples of π, where the transmittance is at the maximum or the 
minimum.  
 
Figure 4.12 Simulated transmittance of waveguide with no loss: When there was no 
propagation loss, the 15mm long waveguide was more sensitive to temperature 
variations. 
 
 If the waveguide has no propagation loss, which means A equals unity, the 
maximum slope is linearly proportional to the waveguide length L. In this case, a 
longer waveguide is more sensitive to temperature fluctuations. As the simulation 
shown in figure 4.12, the 15 mm waveguide was longer and its transmittance was 
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more sensitive to temperature variations. For a temperature variation of 0.02°C, 
the transmittance of the 10mm waveguide could have a maximum change of 
8.5% while the 15mm waveguide could have a maximum change of 13%.  
 However, the propagation losses in real waveguides actually prevent the 
increase of the sensitivity to temperature variations when the waveguides are 
made longer. In fact, the maximum slope starts to decrease when the total 
attenuation is approximately 5dB. 
 
Figure 4.13 Simulation of normalized transmittance for waveguide with the 
propagation loss of 3 dB/cm: The 15mm and 10mm waveguides had similar 
sensitivities to temperature variations. 
 
 For example, fig 4.13 shows the simulation of the normalized 
transmittance of two waveguides with the same propagation loss of 3 dB/cm but 
different total lengths. The 15mm waveguide had a faster oscillation of 
transmittance with varying temperature, but also a smaller modulation depth due 
to the larger total attenuation. It resulted in a similar sensitivity to variations of 
the device temperature for both the 10mm and the 15mm waveguides. At the 
positions of maximum slopes, a temperature fluctuation of 0.02 ° C could 
introduce a change of nearly 5% in the waveguide transmittance. This noise is 
destructive for a sensing device based on the measurement of the output light 
intensity. To deal with this noise, several approaches will be presented in section 
4.5. 
 
4.4.2 Noise due to misalignment of the coupling 
 Another main source of noises was the stability of the coupling between 
the QCL and the waveguide. The coupling efficiency decreased when the QCL or 
the waveguide did not stay in the best aligned position. The end facet of the 
waveguide was 15µm wide and  2µm thick, while the emission facet of the QCL 
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had similar dimensions. Because both of the two facets were very small, the 
coupling efficiency was sensitive to mechanical fluctuations in the range of a 
micro meter. These positional fluctuations of the QCL and the waveguide can 
come from mechanical vibrations of the stages, or from thermal expansions of the 
elements in the measurement setup. 
 
Figure 4.14 Measured output with the shift of QCL and MCT: The output light 
intensity is more sensitive on the shift of the QCL. The FWHM were about 20 µm 
and 210 µm for the shifts of QCL and MCT detector respectively. 
 
 The coupling between the waveguide and the MCT detector, on the 
contrary, was less sensitive to the fluctuation of positions. This was because the 
active element of the MCT detector had the size of 0.25mm x 0.25mm, which 
was able to collect the light from the waveguide output with a better stability. The 
output facet of the waveguide was 15 µm wide and 2 µm thick. After the two off-
axis parabolic mirrors, the image of the waveguide facet on the detector was 
approximately a spot with the dimension of several tens micro meters. As shown 
in figure 4.14, we measured the output light intensity while the QCL and the 
MCT detector were shifted laterally and vertically. The reading dropped rapidly 
when the QCL was shifted, while it was relatively stable on the shifts of the 
detector. The FWHM (Full width at half maximum) of the shift of QCL was 
approximately 20 µm, while it was about 210 µm for the shift of the MCT 
detector. 
 
4.5 Reduction of thermal fluctuations due to Fabry-Perot fringes 
 
During the dynamic measurement of cocaine concentrations in the microfluidic 
channel, the output light intensity indicates the cocaine absorption in the 
evanescent field. However, the transmittance of the waveguide was strongly 
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dependent to the device temperature, because the Fabry-Perot resonance fringes 
could be shifted when the temperature variations change the phase difference δ. It 
was a main source of noises and limited the sensitivity of the device. Here we 
discussed some methods to reduce this noise and had employed them in our 
further measurements. 
 
4.5.1 Temperature control of the device 
 The most simple and direct way to decrease this thermal fluctuation of 
transmittance is to maintain a good stability of the device temperature. This is 
normally done with an active temperature control, with a feed back of the actual 
temperature. Here we made a thermostat stage holding the device by 
mechanically clamping the Si substrate. As shown in figure 4.15, the Ge-on-Si 
waveguide was integrated with a microfluidic chip and sat on a metal stage. The 
stage was made from aluminum and connected to a Peltier thermo-electrical 
element. The other side of the Peltier element was attached to an aluminum 
thermal capacitor which exchanged heat with the stage. The stage was attached 
with a NTC thermistor, whose resistance was dependent on the temperature. A 
temperature controller measured the resistance, and determined the flow of the 
electrical current in the Peltier element, which could cool down or heat up the 
stage. One could set the desired resistance, and the stage temperature could be 




Figure 4.15 Photo of the temperature control of the device: The stage temperature 
was controlled by a Peltier thermal-electrical element and a NTC thermistor. The 
stage temperature was maintained in a range of 0.02 K. 
 
 Without using the thermal control system, the device temperature 
fluctuated easily with the ambient environment. The Si substrate had a large 
surface in contact with the air surrounding the measurement setup. Due to the 
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high thermal conductivity of crystalline silicon, the device temperature could 
change quickly with the air flow in the laboratory. Even in a closed room, the 
temperature of the waveguide could very in a range more than 0.5 K because of 
the running machines and computers in the laboratory. For a 10mm-long Ge-on-
Si waveguide with a propagation loss of 3 dB/cm, this could induce a 
transmittance change of nearly 50% in the maximum case. Moreover, the average 
ambient temperature in the laboratory could drift slowly because the air 
temperature changes during a day. 
 With the thermostat stage shown in figure 4.15, the temperature 
fluctuation was limited in a smaller range of 0.02 K. If we considered a 10mm-
long Ge-on-Si waveguide which had a propagation loss of 3 dB/cm, the 0.02 K 
temperature shift could still induce a transmittance change around 5% in the 
extreme case. Therefore, to minimize this thermal fluctuation, it was important to 
work in the positions where the transmittance is the minimums or the maximums 
of the Fabry-Perot fringes. At these points, the slope of transmittance varying 
with temperature was close to zero. For the same 10mm-long waveguide, the 
transmittance change due to a temperature shift of 0.02 K could be limited to 
0.1%, when the working temperature was set to the minimums of the fringes. 
Especially at the minimum positions, the transmittance was more stable than in 
the maximum positions. Although the total transmitted light could be smaller, 
these minimum positions could be useful when the laser source can provide 
enough power. 
 
4.5.2 Reduction of the Fabry-Perot fringe contrast 
 Beside a temperature control system, another method to reduce this noise 
is to lower the modulation depth of the Fabry-Perot fringes. See section 3.5.1, 




Here, R is the reflectivity at the two waveguide end facets and is approximately 
linearly proportional to the modulation depth h, when the attenuation of light over 
the total waveguide is large. Therefore, anti-reflection treatment on the two end 
facets is an effective passive method for the noise reduction. In our case, the Ge-
on-Si waveguide had the reflectivity of 0.34 at the two end facets. At the interface 
of the Ge facet and the air, the reflection can be diminished by adding dielectric 
multilayer coatings or anti-reflection subwavelength structures on the waveguide 
ends. In theory, these treatments are possible to reduce the reflection to a level 
less than 1%, which is an improvement of more than 30 times for the noise of 
Fabry-Perot fringes. Moreover, the total transmittance of the Ge waveguide can 
also increase by a factor of 1.5-2, which allows more light to be used for the 
sensing purpose. Section 5.2 will present more details about the anti-reflection 
treatment of Ge-on-Si waveguides. 
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Figure 4.16 Simulated modulation depth with varied attenuation: The reflectivity was 
0.34. With higher transmission losses, the modulation depth was approximately linear 
to the attenuation 10-αL. When the attenuation was 30dB, the modulation depth h was 
around 0.14%. 
 
 The other way to reduce the modulation depth is to increase the total 
attenuation of light during the propagation in the waveguide. For a waveguide 
with a large transmission loss, the modulation depth approximately linearly 
decreases with an increasing attenuation. Figure 4.16 shows the simulation of the 
modulation depth of the Fabry-Perot fringes with varied attenuation of the 
waveguide. For a Ge-on-Si waveguide which had two end facets with the size of 
15µm x 2µm, the reflectivity was 0.34 in the air environment. When the 
attenuation increased to 30dB, the modulation depth was about 0.14%, which is 
the fluctuation range for the noise from the Fabry-Perot fringes.  
 To increase the attenuation of the waveguide, one can enlarge the 
propagation loss of a unit length, or increase the total length of the waveguide. 
When we considered only the reduction of the noise induced by the Fabry-Perot 
fringes, enlarged propagation loss seemed a better solution. Because when we 
increased the total length of the waveguide, the fringes also increased the 
oscillating frequency with varying temperature, as described in equation 4.3. If 
the waveguide attenuation was low, the maximum slope of the fringes increased 
with the waveguide length. However, if we considered the waveguide as a 
sensing device, a longer waveguide also meant a larger interaction volume with 
the liquid samples. The light waves could travel through a longer distance, where 
the absorption in the evanescent field by the cocaine molecules could be larger. 
 Figure 4.17 shows the slope described in equation 4.3, the contour of the 
curve was the maximum slope of the transmittance with varied temperature. Here 
we assumed the waveguide had a propagation loss of 3dB/cm, and the reflectivity 
of the end facets was 0.34. When the waveguide length was about 17 mm and the 
total attenuation was around 5 dB, the maximum slope started to decrease with 
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the increasing waveguide length. When the length reached 67 mm, where the 
attenuation was 20dB, the maximum slope was approximately 0.357. In this case, 
a thermal fluctuation of 0.02 K could produce a maximum change of 0.714% for 
the waveguide transmittance. Here the noise was reduced by a longer waveguide 
length and enlarged attenuation. 
 
Figure 4.17 Simulated slope of the transmittance with varied temperature: The 
contour of the curve shows the maximum slope of the Fabry-Perot fringes with 
different waveguide length. The propagation loss was assumed to be 3 dB/cm and the 
reflectivity was 0.34. 
 
 This noise due to the resonance fringes could be suppressed largely with 
the increased attenuation. However, the total transmission of the waveguide was 
also reduced to a very low level, which challenges the sensitivity of mid-IR 
detectors. When the output light intensity from the waveguide decreased to a 
certain level, the noise from the detector itself started to become the bottle neck 
of the sensitivity of the device. In the case of using high power QCLs, increasing 
the attenuation of the waveguide could be a good choice for noise reduction. 
 
4.5.3 Noise reduction with a pulse-driving QCL 
 Another method to reduce the noise from the resonant fringes is to 
compensate the fringes with each other by using a light source with a wider 
linewidth. Consider two lasers of different wavelengths where their Fabry-Perot 
fringes have a phase shift of π from each other. While the waveguide temperature 
changes, the transmittance of the two wavelengths would shift in opposite 
directions. If the responses of the photo-detector are the same to the two 
wavelengths, the transmittance shifts can be compensated with each other and the 
fluctuation is reduced. 
 The basic idea of this method is shown in figure 4.18. The transmittance 
of the waveguide is dependent on the wavelength of the light, and shows the 
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Fabry-Perot resonance fringes. When the light source is a laser with a sharp 
spectrum, as shown in figure 4.18a, one can obtain the resonance fringes by 
measuring the transmittance during a shift of the laser wavelength or the Fabry-
Perot fringes. In section 3.5.2, we shifted the fringes by changing the temperature 
of the waveguide. 
 
Figure 4.18 Scheme of noise compensation of Fabry-Perot fringes: A light source 
with a wider spectrum can cover more than half a period in the resonance fringes.  
The peaks and valleys compensate with each other, and the waveguide transmittance 
is less sensitive to temperature variations. 
 
 In figure 4.18a, the output light intensity was the laser power multiplied 
with the waveguide transmittance at the laser wavelength. In consequence, small 
temperature fluctuations could shift the fringes and induce a large noise on the 
output light intensity. If a light source with a wider spectrum is used, as shown in 
figure 4.18b, the spectrum of the light can cover more than a half period of the 
Fabry-Perot fringes. The transmittance of the waveguide is then the integration 
over the spectrum of the light source. The peaks and valleys of the fringes 
compensate with each other, and make a stable output light intensity during 
temperature variations. Note that the response of the photo-detector to different 
wavelengths should be relative flat in this range. 
 To compensate the thermal fluctuation, the required spectral distribution 
of the light source depends on the resonance fringes of the waveguides. The 
linewidth of the laser should be broad enough to cover more than a half period of 
the fringes. Between two adjacent resonance peaks of the fringes, the wavelength 
difference is the free spectral range (FSR) for the waveguide cavity. See section 





For a Ge-on-Si strip waveguide which was 2µm thick and 2.9µm wide, the 
effective index was simulated to be 3.73 by using a FDTD method. When the 
waveguide was made to 10mm long, the FSR was 0.45 nm (0.134 cm-1) for the 
wavelength of 5.8 µm. Figure 4.19 shows the simulated transmittance of a 10mm-
long waveguide with a propagation loss of 3 dB/cm. 
 
Figure 4.19 Simulated free spectral range: The FSR was 0.45 for a 10mm-long Ge-
on-Si strip waveguide which had an effective index of 3.73 when the wavelength was 
5.8 µm. 
 
 The FSR was inversely proportional to the waveguide length L. When the 
waveguide was made longer for a smaller FSR, the same light source could cover 
more periods of the resonance fringes. This was desirable for the reduction of this 
type of noise, because when we convolved the resonance fringes with the 
spectrum of the light, the result was smoother with a larger number of fringes in 
the spectrum of the light. 
 In our measurement setup shown in figure 4.7, the light source was a 
DFB-QCL driven in a continuous-wave (CW) mode, which gave a very sharp 
spectrum near 5.8 µm. The emission spectrum of a DFB-QCL in the CW mode 
can have a linewidth smaller than 0.001 cm-1 (<0.00336 nm) [68], which is 
important when we want to resolve the resonance fringes of the waveguide. The 
narrow linewidths of these lasers are also important for the sensing applications 
of gases, because most absorption spectra of gases have characteristic fine 
structures. On the contrary in the spectroscopy of liquid samples, absorption 
peaks are usually broadened and wider then several cm-1 [22,23]. Therefore, a 
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narrow linewidth of the light source is not necessary for this cocaine detection in 
a liquid phase. A wider spectrum about 1 cm-1 does not change much the amount 
of light absorption, but can very well compensate the noise from the resonance 
fringes of the waveguide. 
 The spectrum of the QCL could be broadened in several ways, including 
varied temperature of the QCL, and varied driving current. Here we used the 
pulsed driving method. Instead of a continuous DC source, we sent pulses with 
the duration of several hundred nanoseconds, while the frequency was 90K Hz. In 
the duration of a single pulse, the temperature of the QCL rose up with time 
because of a large amount of heat was generated [69,70]. The refractive index of 
the laser material varied with the temperature, and changed the cavity length of 
the laser resonance. The emission wavelength of the QCL drifted from a shorter 
wavelength to a longer one, and the linewidth of QCL expanded. This expansion 
depended on the duration of a single pulse. For a pulse in the range from 0 to 
several hundreds of nanoseconds, a longer pulse gave a wider linewidth. When 
the pulses were sufficient long or in a CW driving mode, the QCL established a 
thermal equilibrium, and the linewidth become narrower. 
 
 
Figure 4.20 Measured modulation depth with varied pulse lengths: The QCL was in a 
pulse driving mode with different lengths of a single pulse. The modulation depth 
was reduced with an increasing linewidth of the QCL, while the pulse length 
increased. It reached local minimums when the linewidth covered odd numbers of a 
half FSR of the waveguide cavities. 
 
 The broadening of the linewidth could be seen from the Fabry-Perot 
fringes of the waveguide transmittance during a temperature scanning. As shown 
in figure 4.20, we drove the QCL with pulses of different durations from 15 ns to 
200 ns. The temperature of the waveguide was varied to observe the Fabry-Perot 
fringes. The modulation depths of the fringes were plotted with varied pulse 
durations. The 3 curves were measurements from 3 waveguides of different 
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lengths. When the pulse was 15 ns, the modulation depth was large and close to 
the depth measured with a QCL in CW mode. The rapid drop from 15 ns to 20 ns 
represented that the linewidth of the QCL started to cover more than a half fringe 
of the Fabry-Perot curve. For the 9.75mm-long Ge-on-Si waveguide, a half of the 
FSR was 0.23 nm (0.069 cm-1). As the pulses became longer, the modulation 
depth dropped slowly with some periodic oscillations. This was because the 
periodic shape of the Fabry-Perot fringes. When the spectrum of the QCL 
covered an integer multiples of a half FSR, the modulation depth reached local 




As shown in figure 4.20, the FSR of a longer waveguide was smaller, and the 
modulation depth oscillated faster with the increasing duration of the pulses. For 
waveguide WG3, whose FSR was 0.46nm (0.137 cm-1), the oscillating period 
was around 50ns. This means the linewidth of the QCL increased with a speed of 
0.092 nm/ns (0.00275 cm-1/ns) when we increased the duration of the pulses. 
 
Figure 4.21 Measurement of cocaine with improved stability:  The smallest measured 
concentration is 100µg/ml. The absorption is approximately linearly proportional to 
the cocaine concentration.  
 
 For cocaine detection with the Ge-on-Si waveguide, we applied some 
above mentioned methods, including a thermal stabilized stage for the device, 
and the QCL in the pulse driving mode. As shown in figure 4.21, the absorption 
of cocaine molecules at the concentration of 100µg/ml could be better recognized 
with a better stability of the device. The absorption ratio was about 0.8% of the 
injected light for the peaks of 100µg/ml. When the concentration increased to 300 
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µg/ml and 1000 µg/ml, the absorption ratio showed approximately a linear rise, 
which is in agreement with the Beer-Lambert law in the low absorption condition. 
 While the noise from the Fabry-Perot fringes was reduced, other noises 
started to dominate the limit of sensitivity. It was mainly from the mis-alignment 
between the QCL and the Ge waveguide, as described in section 4.4.2. This 
mechanical misalignment could cause both short-term fluctuations and long-term 
drifting of the coupling efficiency. For further improvement, a reference signal to 
eliminate this noise will be presented in section 4.8. 
 
4.6 Response time of the device 
 
In the detection of cocaine, we found the transition of the output light intensity 
was slow during the switch of concentrations. One of the reasons was the length 
of the tubing between the multi-selection valve and the inlet of the device. 
 We tested this by using a long (~20 cm) and a short (~6 cm) tube for the 
measurement of cocaine. As shown in figure 4.22, the cocaine concentration was 
switched between pure PCE and 100µg/ml, and the response for the long tube 
was slower than the short one. The response time was the interval of 10% and 




Figure 4.22 Response time of cocaine measurement: The response of the setup with a 
long (~20cm) tube was slower than a short (~6cm) one. The tube was installed 
between the device and the multi-selection valve for switching samples. 
 
 The slow response of the dynamic measurement was mainly due to the 
phenomena in the liquid chamber and the tubing. They included the length of the 
tube before the inlet of the device, and the mixing of two concentrations in the 
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microfluidic channels and tubes. To assess the response speed of the optical 





Figure 4.23 Image of the water drop test: A drop of water covered a part of the 
waveguide. The size of the drop could be controlled by the pipette dipped into the 
water. 
 
 We put a drop of de-ionized water on the Ge waveguide, and it covered a 
part of the waveguide as shown in figure 4.23. The tip of a glass pipette was 
immersed into the water drop without touching the waveguide. The size of the 
water drop could be controlled dynamically by the pipette, which was 
mechanically fixed on the optical table. Because water has strong absorption in 
the mid-IR, the transmittance of the waveguide changed while water covered a 
different length. As shown in figure 4.24, the waveguide output was measured in 
real time, while the drop size varied among 5 different levels. During each 
transition of levels, the response time was near 0.5 seconds, which was about the 
time for the water drop to change the shape and the size. This result demonstrated 
the fast response of the optical system, and showed the potential of this device to 




Figure 4.24. Dynamic measurement with a water drop: The waveguide output had a 
fast response to the water drop coverage. The response time of the switch between 
levels was only 0.5 seconds. 
 
4.7 Effective path length of the waveguide evanescent field 
 
 The change of the transmittance is due to the absorption of water in the 
evanescent field. Therefore, the waveguide transmittance and the water-covered 
length follow the Beer-Lambert law. Figure 4.25 shows the normalized 
waveguide output plotted with the water coverage in a logarithm scale. A nice 
linear relationship could be found with a slope of -2.89 dB/mm. Because the 
absorbance of liquid water near 5.8 µm is about 672 cm-1 [71], we could 
determine an effective transmission path length, which has equivalent total 
absorption. For 1 mm of this Ge waveguide, the effective path length was 9.87 
µm. When it was compared with conventional ATR elements, which normally 
have effective path lengths in the range of 1-30µm at this wavelength, a Ge-on-Si 
waveguide could provide more than 10 times interaction volume, when the 
waveguide length was 30mm. This showed the potential of this device to be more 
sensitive to low concentration analytes than conventional ATR technologies. 
Furthermore, with the combination of higher power QCLs, and the development 
of waveguides with lower losses, the waveguide can be made longer and can 




Figure 4.25 Transmittance with varied water coverage: A nice linear relation 
confirmed the Beer-Lambert law. The equivalent path length for 1mm waveguide is 
9.87 µm at the wavelength of 5.8 µm. 
 
4.8 Reference waveguide and integrated Y splitters 
 
For sensing devices based on the measurement of intensities or amplitudes, a 
reference signal is desirable, because many noises can be eliminated by 
differential measurements. As described in section 4.4, there are two main 
sources of noise in our cocaine detection system. The thermal fluctuation caused 
by Fabry-Perot fringes could be reduced to a low level with the methods 
described in section 4.5. Therefore, the other one, misalignment of the QCL and 
the waveguide, became the dominant noise source. 
 The QCL and the waveguide can shift from the best aligned position by 
mechanical vibrations or thermal expansions. Vibrations normally had higher 
frequencies and could be averaged by longer integration time. However, thermal 
expansions of elements in the measurement setup were dependent to the ambient 
temperature. It showed short-term fluctuations in the range of several minutes, 
and long-term drifts in the range of more than hours. The air flow and the 
temperature in the laboratory become crucial factors of the system stability. 
 Aluminum and steel are the two common materials for optical setups. 
They have linear thermal expansion coefficients about 23 x 10-6 and 12 x 10-6 
respectively. Between the stage of QCL and the stage of the waveguide, if we 
consider a 10-cm asymmetry of the aluminum material, the alignment shift can be 
2.3 µm for the temperature change of 1 degree. From figure 4.14, if the output 
intensity decreases with the QCL shift in a Gaussian shape, a misalignment of 2.3 
µm can induce a transmission drop about 3.5%. This high sensitivity to the 
ambient temperature makes it difficult to maintain a stable measurement. To 
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improve the performance of our device for cocaine detection, we needed a 




Figure 4.26 Design of a reference waveguide: After the input, the light was split by a 
Y-junction into two waveguides. The single mode section ensured a constant splitting 
ratio. 
 
 Figure 4.26 shows the design to eliminate the error induced by QCL 
coupling. The reference signal was from a waveguide, which shares the same 
input of light with the measuring waveguide. A Y-junction connected the two 
waveguides, and split the light beam from the input into two parts. Before the Y-
junction splitter, it was important to have a section of singlemode waveguide in 
order to keep a constant splitting ratio. If it was a multimode waveguide, the 
splitting ratio could change with the coupling condition of the QCL, and the 
reference waveguide would lose its function. For Ge-on-Si strip waveguides, we 
made the width to be 2.9 µm to ensure singlemode propagation for the TM 
polarization at 5.8 µm. After the splitter, the two waveguides went through two 
separate microfluidic chambers, and reached the edges of the substrate. The two 





Figure 4.27 Scanning electron microscope image of a Y-junction splitter made from 
germanium on a silicon substrate. 
 
 Several ways can divide the injected light into two parts with a stable 
splitting ratio. They include directional couplers and multimode interference 
(MMI) devices. Directional couplers have higher requirement on the smallest 
feature size [52] of the fabrication technologies. Here we simply used a Y-
junction splitter which had two branches after the junction. Figure 4.27 shows a 
SEM image of a Y-junction splitter made in Ge on Si substrate. The splitting ratio 
of the Y-junction was measured to be near 50/50, and the excess loss was 
approximately 3 dB. 
 
 
Figure 4.28 Setup for the measurement with a reference waveguide: An additional 




 The measurement setup was modified as figure 4.28 with the end-fire 
coupling configuration. The mechanical chopper was no longer needed, because 
the QCL was driven in a pulsed mode which provided modulated signals for the 
lock-in amplifiers. After the Y-splitter, the light was about equally divided into 
the two branches, which went through two separated microfluidic chambers. The 
two branches were bended to two opposite directions with two 90° bends, and 
coupled to two detectors. One detector was the liquid nitrogen cooled MCT 
detector with two off-axis parabolic mirrors, and the other was a room-
temperature MCT detector from Vigo Systems combined with 2 high NA lenses. 
Both the two detectors were perpendicular to the emission axis of the QCL to 
avoid the on-axis noise from the stray light through the free space and the 
substrate. 
 The Si substrate was mechanical clamped on the stage with a stable 
temperature controlled in a 0.02 K range in room temperature. It was combined 
with a pulsed QCL source to suppress the thermal noise due to the Fabry-Perot 
fringes. 
 The performance of the reference waveguide was tested without injecting 
fluidic samples into the microfluidic channels, where the waveguides stayed in 
contact with air only. The light intensities of the two waveguide outputs were 
recorded simultaneously with an automated data acquisition for about 30 minutes. 
Figure 4.29 shows the normalized output intensities and the ratio of output 1 and 
output 2. Both the two outputs suffered similar fluctuations of several percents, 
and the noise could be eliminated by taking the ratio of the two. This test 
demonstrated the function of the reference waveguide, and the noise was reduced 
to a level that 3 times of the standard deviation is 0.172%. 
 
 
Figure 4.29 Measurement of the stability with a reference waveguide: The noises and 
drifts caused by QCL mis-alignment could be eliminated. 3 times of the standard 
deviation was 0.172% after taking the ratio of the two outputs. 
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4.9 Long waveguide for enhanced interaction 
 
 
Figure 4.30 Design of a long waveguide: The waveguide had a meander shape and 
the length in the fluidic chamber for light-liquid interaction was about 30 mm. 
 
 Together with the noise reduction, we could enhance the performance of 
this device by increasing the signal level of cocaine absorption. For the same 
cocaine concentration in the evanescent field, one can increase the interaction 
volume with a longer waveguide. Consider a sensing system which has a limit of 
detection of cocaine at the concentration c, with a waveguide of length L. The 




Here Al is the smallest detectable absorbance difference of the system, and a is 
the absorbance of a unit concentration and a unit length. Here, a is dependant on 
the waveguide and the wavelength. When we increase the waveguide length to 




The lowest detectable concentration decreases linearly with the increase of the 
waveguide length. 
 Figure 4.30 shows the design of a Ge-on-Si waveguide with a meander 
shape, and the length for the light-liquid interaction in the microfluidic chamber 
was about 30 mm. The meander design was based on the fact that the bending 
loss was measured to be only 0.12 dB for a 90° bend. It increased the total length 
of the waveguide, while the dimension of the substrate was kept the same. The 
radius of the bends was 115 µm, and the distance between two straight sections 




Figure 4.31 Measurement of cocaine with a 30 mm interaction length: The absorption 
was stronger and the drop of transmission was 3.4% for the cocaine concentration of 
100µg/ml. 
 
 This long waveguide was used for cocaine detection with the setup in 
figure 4.28, but without a reference waveguide. We prepared cocaine in PCE 
solutions with the concentrations of 100 µg/ml and 300 µg/ml. The microfluidic 
channel was first filled with pure PCE with the flow rate of 50 µl/min. The 
concentration was then switched with a multi-selection valve, and between each 
switch we added several minutes of pure PCE as the reference level. As shown in 
figure 4.31, the transmittance drop during the flow of 100µg/ml was 
approximately 3.4%, which is the largest absorption we obtained here for this 
concentration. 
 If we combine the waveguide with 30 mm interaction length with a 
reference waveguide demonstrated in section 4.8, the limit of detection for this 
sensing system can be calculated as following. For the system with a reference 
waveguide, the noise is reduced to a level that 3 times of the standard deviation is 
0.172%. For the waveguide with 30mm interaction length, the concentration of 




where c1 and c are concentrations of cocaine solutions, and t1 and t are the 
transmittance of the waveguide with the two concentrations respectively. Here 
the detection limit was calculated to be ∼5 µg/ml, if the waveguide of 30mm 
interaction length is combined with a reference waveguide. 
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4.10 Varied waveguide width 
 
Another method to increase the interaction volume is to enhance the evanescent 
field in a unit length of the waveguide, where the evanescent field contains high 
portion of light intensity. Here we made waveguides with different width from 
1.2 µm to 4.4 µm, and measured the effective path length with the water drop test. 
 Figure 4.32 shows the measured output intensity of waveguides with 
different widths. When the water drop covered a longer section, the waveguide 
output decreased with different slopes. For a narrower waveguide, a higher 
percentage of light was in the evanescent field, and therefore the output intensity 
decreased faster with increasing water coverage. Note that the data points were 




Figure 4.32 Water drop test on waveguides of different widths: Narrower waveguides 
showed a faster drop when the water coverage increased. The data points were shifted 
vertically for the purpose of clarity. 
 
 While a narrower waveguide showed a stronger evanescent field, the 
propagation loss also becomes larger. This was due to the increasing effects of 
the side wall roughness and the defects of the Ge layer near the interface with the 
Si substrate. We measured the propagation losses of each waveguide with the 
Fabry-Perot method, and plotted it with the effect path length for a unit length of 
waveguide, as shown in figure 4.33. 
 When the waveguide width reduced from 3 µm to 1.2 µm, the effective 
path increased about 45%, while the propagation loss also increased 160%. 
Because the propagation loss increased 3-4 times faster than the effective path 
length, a narrower waveguide was not a better solution than a longer waveguide 
to enhance the interaction volume for this moment. When the propagation loss 
 75
can be reduce to a comparable level by using a smoother side walls or a Ge layer 
with less defect, it may become a better method. 
 
 
Figure 4.33 Effective path length and the propagation loss for waveguide of different 
widths: The propagation loss increased 3-4 times faster than the effective path length 
when the width decreased. 
 
4.11 Outlook of sensitivity improvement 
 
 To further improve the sensitivity of this device, several approaches can 
be tested in the future. For noise reduction, integrated detectors would reduce the 
alignment fluctuation to the waveguides, and antireflection treatment of the 
waveguide facets would further reduce the noise from the Fabry-Perot resonance 
of each waveguide. If the measurement setup is integrated into a compact system, 
the easier temperature control would reduce the noises from thermal fluctuations. 
 For signal enhancement, the evanescent field of the waveguide could be 
enhanced with modifications on the waveguide designs, which include a thinner 
waveguide or a slot waveguide design [52]. Furthermore, the wavelength of the 
QCL could be tuned to the center of the absorption peak in order to have a larger 
absorbance. Besides, liquid-liquid extraction and pre-concentration of cocaine 
have been demonstrated with microfluidic systems [31]. With the combination of 
the above mentioned approaches, we could expect the detection limit to be 







Chapter 5  
 
Outlook of Ge-on-Si mid IR photonics 
 
 
Further development of Ge-on-Si based mid IR photonics was studied. This 
chapter presented a Mach-Zehnder interferometer integrated with a microfluidic 
system, and the investigation of antireflection treatments of the end facets of the 
waveguides by subwavelength structures. 
 Starting from the needs for sensing applications in liquids, Ge-on-Si 
waveguides provide a powerful platform for more development of mid IR 
photonics in silicon. In combination with QCLs, these integrated elements show 
their potential in various other applications, including environmental monitoring, 
CMOS optoelectronic systems for spectroscopy [2], and astronomical uses. 
 
5.1 Mach-Zehnder interferometer based on Ge-on-Si waveguide 
 
By transferring the phase information of light waves into light intensity, a Mach-
Zehnder interferometer (MZI) can be used as a sensor or a modulator. When a 
MZI is built with planar waveguides, it can be illustrated as shown in figure 5.1. 
The light beam is divided into two parts which travel through the two arms A and 
B. After combination into one waveguide, the output light intensity can be 
measured and shows the phase difference between them. The equation in figure 
5.1 describes the relationship of the output intensity and the phase difference. 
Here I is the output, IA and IB are the intensities in the two arms, and ∆φ is the 
phase difference. Depending on the materials of waveguides, the optical paths of 
the two arms are sensitive to temperature, electric field, and the refractive index 
of the cladding. The cladding material can be air, liquids, or solids. 
 A typical task of a MZI sensor is to measure the refractive index 
difference of the surrounding medium. In figure 5.1, a part of arm B is exposed to 
the test samples, which can be liquids containing target substances. While the 
refractive index of the surrounding medium is shifted by increasing target 
substance, the transmission spectrum of the MZI is changed. However, the 
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refractive index of the surrounding medium can be shifted by different substances. 
Therefore a functionalized layer on the waveguide surface is necessary to 
distinguish the effect of the target substance from others. 
 
Figure 5.1 Illustration of a Mach-Zehnder interferometer for sensing applications 
  
 A functionalized layer is a recognition medium which can bind specific 
molecules of interest, and provide selectivity on the target substance over others 
[14,15]. Therefore a MZI sensor coated with a functionalized layer only 
responses to the target analytes. Some examples of these recognition medium are 
antibodies, nucleic acids, and polymers with molecular imprints. Because of the 
high affinity to the target molecules, these recognition medium usually can 
enhance the concentration of the molecules near the waveguide surface, and 
hence increase the phase change in the MZI sensor. In addition, if the test 
samples contain light absorbing molecules, which can reduce the signal level of 
the MZI, a functionalized layer can prevent the undesired absorbing molecules 
from entering the evanescent field and increase the output signal of the MZI. 
 
5.1.1 Temperature actuated Mach-Zehnder interferometers 
 In the task of chemical sensing in liquid environments, a MZI sensor 
could be an alternative of the method based on mid IR spectroscopy. It has the 
potential to have a higher sensitivity with a functionalized layer. 
 To demonstrate a MZI on a Ge-on-Si platform, we designed the 
waveguide as presented in figure 5.2. In the 3 designs, 2 MZI had asymmetric 
arms with length difference of 2 mm and 4 mm separately. The splitters and 
combiners were simple Y-junctions as presented in section 4.6. The purpose of 
the asymmetric designs was to allow thermal actuation by varying the substrate 
temperature. The design of 2 different path differences was to demonstrate the 
sensitivity to temperature changes. In each MZI, after the combination of the two 
arms, a 90° bend allowed the detector to measure in the direction perpendicular to 
the QCL emission axis. This configuration avoided large amount of stray light 
going through the free space and the Si substrate, and increased the signal to 
noise ratio.  
 To maintain singlemode propagation, the width of the waveguides was 2.9 
µm, and the thickness is 2 µm. In order to put 3 designs on the same substrate, the 
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splitters and combiners were designed at different positions in each MZI. Due to 
the limited chip size, some parts of these MZIs had small spacing from each other. 
Here the smallest distance between two waveguides was 40 µm, therefore they 
would not interfere with each other at the wavelength of 5.8 µm. 
 The asymmetric MZIs were designed to modulate the phase difference by 
the temperature of the substrate, because of the thermal-optical effect of Ge. With 
the setup shown in figure 3.13, we measured the output light intensity during 
temperature scanning. A tungsten coil near the waveguide with a narrow spacing 
heated up the substrate by increasing the current on the coil. Here the QCL was in 
continuous wave mode to maintain a sharp emission spectrum. 
 
 
Figure 5.2 Design of asymmetric MZIs: The two arms of waveguide 2 and 3 have 
asymmetric lengths. Here the splitters and the combiners are Y-junctions. The shapes 
of the 3 MZIs were designed to fit into a limited size of the substrate. 
 
Figure 5.3 Output intensity of asymmetric MZI with temperature scanning: The two 




 The measurement results were shown in figure 5.3. For the MZIs of 
waveguide 2 and 3, the output light showed combinations of oscillating fringes 
from two different frequencies with temperature scanning. In each one of the two 
curves, there were one frequency corresponding to the Fabry-Perot resonance of 
the waveguide facets, and the other frequency corresponding to the path 
difference of the MZI. As described in section 3.5.2, the frequencies could be 
calculated by taking into account the thermal-optical effect and the thermal 
expansion effect of Ge. In MZI of waveguide 1, there was only the frequency 
1.04 K-1, which is in agreement with the Fabry-Perot resonance of the waveguide 
length 7.1 mm. In the MZI of waveguide 3, the slower frequency was 0.29 K-1, 
which was in agreement with the asymmetry of waveguide path 4 mm. The 




where fMZ was the frequency, a was the thermal-optical coefficient of the 
effective refractive of the waveguide, and d was the path difference. Here the 
thermal expansion effect was small and neglected. We could see the frequency 
was linearly proportional to the length difference, which was in agreement with 
the slower frequency in the MZI of waveguide 2, which was half of the one in 
waveguide 3. Due to the asymmetric designs, the extinction ratios of these MZI 
were relatively low, because the propagation losses of the waveguides were in the 
range of 3-5 dB/cm. Since the alignment was optimized at room temperature, the 
average output decreased with the increasing temperature due to the mis-
alignment of thermal expansion of the mechanical elements in the setup.  
 This temperature driven MZI showed the feasibility of an integrated 
interferometer on the Ge-on-Si platform. Because it required the heating up of the 
whole substrate to modulate the output, this MZI was not suitable for applications 
which need high speed switching. For improvement, designs with a thin film 
heater over the waveguide may reduce the switching time to the level of tens of 
µs, and it allows symmetric MZI which has high extinction ratio and is less 
sensitive to temperature. The superposition of the Fabry-Perot resonance may 
induce noise, but it can be reduced by applying anti-reflection treatments, which 
will be discussed in the next section. 
 
5.1.2 Mach-Zehnder interferometer integrated with microfluidics 
 
MZI devices integrated with microfluidics have been used for bio-sensing 
applications in the visible wavelength on a silicon substrate [72]. Here we 





Figure 5.4 Scheme of a Mach-Zehnder interferometer integrated with a microfluidic 
chip: The two arms go through different microfluidic chambers. The liquid samples 
were switched in real time when the output is recorded. 
 
 As shown in figure 5.4, the two arms of the MZI go through two separated 
microfluidic chambers, which are 10 mm long, 1 mm wide and 50 µm high. Each 
chamber consists of one inlet and one outlet for liquid flows. The liquid samples 
can be switched with a multi-selection valve before the inlet. The microfluidic 
chip is fabricated with NOA81 by the same process described in chapter 4. The 
optical measurement setup is similar as in figure 3.13, in which the device is on a 
stage with temperature controlled in a range of 0.02 K. Figure 5.5 shows the 




Figure 5.5  A photo image of the Ge-on-Si MZI integrated with a microfluidic system 
 
 Because the output signal of a MZI is a periodic function, the slope of 
output to the phase difference is close to zero, when it is near the maximum or the 
minimum. For a MZI sensor, it is important to work at the point of large slope, 
when a small phase difference needs to be detected. In this MZI, we added a 1.6 
mm difference between the lengths of the two arms. When the waveguide 
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propagation loss is 3 dB/cm, this additional length decreases the intensity of one 
arm by 10%, but also allows us to tune the working point by changing the device 
temperature [73]. As shown in figure 5.6, the output curve of a MZI can be 
shifted by the temperature, in order to have a higher sensitivity at the working 
point. For a 1.6 mm difference of our Ge waveguide, a temperature shift of 2.08 
K can move the curve for a quarter of the period. 
 
Figure 5.6 Simulated MZI output shifted by temperature: The asymmetric MZI 
allows a shift by changing the device temperature, in order to work at a high 
sensitivity region. 
 
Figure 5.7 Measured MZI output with the liquid flows: One microfluidic channel 
flowed IPA and PCE. The refractive index of the cladding can be measured. 
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 To demonstrate the sensing of the refractive index in the cladding with 
our device, we modulated the MZI by switching the liquid between isopropyl 
alcohol (IPA) and tetrachloroethylene (PCE), which have refractive indices 
around 1.36 and 1.47 respectively for the wavelength of 5.8 µm [74,75]. These 
two organic solvents both have low absorption near 5.8 µm. 
 We kept one of the microfluidic channels filled with only air, and first 
filled the other channel with IPA. A syringe pump sucked the liquids with a flow 
rate of 50 µL/min. During the measurement, the valve was switched between the 
reservoirs of IPA and PCE. As shown in figure 5.7, when the flow changed from 
IPA to PCE, the phase difference changed rapidly in the beginning and slowly 
stabilized after 5 minutes. The switch from PCE to IPA was nearly 5 times faster, 
and stabilized after 1 minute. The hydrophilic property of the waveguide surface 
was suspected to be a reason of the asymmetric response speeds. 
 From IPA to PCE, the phase change was 3π while the bulk index change 
was 0.11. The sensitivity of this device could be represented by the phase change 
corresponding to a unit refractive index change. It was 27.3π for this device, 
which was more than a magnitude lower than other MZI demonstrated in the 
visible wavelength range [76]. This was due to that the light was highly confined 
in the high refractive index core of the waveguide. To improve the sensitivity to 
index changes, the waveguide can be modified to allow more light in the 
surrounding material [52]. 
 This result demonstrated the sensing of refractive index changes in liquids, 
with a Ge-on-Si MZI in combination of a microfluidic system. Further 
development can be the integration of a surface functionalized layer for sensing 
of specific molecules or proteins, which has been realized with Ge crystal for 
ATR-FTIR spectroscopy [77]. The development of waveguides with enhanced 
evanescent field can increase the sensitivity to the refractive index changes in the 
surrounding medium. 
 Comparing to a single waveguide for sensing based on spectroscopy, this 
MZI device has the potential to have a higher sensitivity. The use of a 
functionalized layer not only can enhance the concentration of the target 
molecules, it also has potential to prevent light absorbing molecules entering the 
evanescent field. In mid IR, this means that strong water absorption could be 
eliminate and the extraction of analytes from human fluids is no longer necessary. 
For this purpose, a highly confined field is desirable because the thickness of the 
functionalized layer could be thinner. 
 
5.2 Antireflection for end-facets of Ge-on-Si waveguides 
 
For integrated optical circuits, reflectivity at the interfaces of two materials is 
critical for various optical elements, including planar waveguides, distributed 
feedback lasers, and external cavity lasers. A low reflectivity is preferred for the 
coupling between two elements. However, materials like semiconductors usually 
have high refractive indices and the Fresnel reflection cannot be neglected. The 
refractive index of bulk Ge is around 4 in the mid-IR, and the end facets of our 
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Ge-on-Si waveguides have a high reflectivity of 34.2% at the wavelength of 5.8 
µm. For the detection utilizing waveguides, a reduced reflectivity also leads to 
smaller fringe contrast of resonances which are often disturbing in a measurement 
system. In the waveguide spectroscopy applications, anti-reflection gives a higher 
transmittance, and the waveguide can be made longer to enhance the interaction 
volume for a better sensitivity. 
 
5.2.1  Single quarter wave film 
 A general method to reduce the reflection is based on the deposition of 
thin films at the interface. The simplest design is a single layer with a thickness 
which has a phase retardation of a quarter of the wavelength [78]. As illustrated 
in figure 5.8, n0 and ns are the refractive indices of the air and the substrate. For 
the normal-incident light, when we choose a material which has a suitable 




Figure 5.8 Illustration of a single film for antireflection:  A thin film can reduce the 
reflection near the designed wavelength. 
 
 The refractive index of Ge is around 4. Therefore the material for a single 
layer anti-reflection film should have the refractive index near 2. Among 
common materials which are transparent in the mid-IR, we found ZnS (Zinc 
sulfide) and ZnSe (Zinc selenide) have refractive indices near 2.24 and 2.43 
respectively. 
 On a bulk Ge wafer, we tested the anti-reflection property of a thin layer 
of ZnS, which was deposited with an e-beam thermal evaporation to the thickness 
of 700 nm. The transmission spectrum was then compared with a Ge wafer 
without the ZnS coating. Figure 5.9 shows the ratio of their transmittances 
measured with FTIR spectroscopy. An obvious anti-reflection effect in a wide 
range of spectrum could be seen. At the peak wavelength, the transmission of a 
Ge wafer without coating was about 65% of the sample with ZnS coating, which 
was in agreement with the estimated reflection of a Ge/air interface, 36%. The 
peak value in the curve was near 6.4 µm, considering the thickness of 700 nm, 




Figure 5.9 Transmittance ratio of Ge wafer with and without ZnS thin film: A 700nm 
ZnS film on a bulk Ge wafer enhanced the transmittance in a wide range of the mid-
IR. 
 
 This test with a ZnS film on a bulk Ge wafer showed a good antireflection 
result in the mid IR. However, the ZnS film suffered the problem of weak 
adhesion on Ge and on Si surfaces. To improve this, further development can be 
the fabrication technologies of deposition on the waveguide facets. It may require 
an oblique evaporation technique and an intermediate layer for a good adhesion. 
 
5.2.2  Subwavelength structures for antireflection 
 Another method to reduce the reflection is based on subwavelength 
structures on the reflecting surface. It has been demonstrated on the facets of SOI 
(silicon on insulator) waveguides with light of 1.55 µm wavelength [79]. In the 
mid-IR region, it has been used for the facets of QCLs with emission wavelength 
at 4.9 µm and 9.8 µm [80]. One advantage of this technology is less sensitive to 
the wavelength when the structure is designed to have gradient index over the 
thickness. In addition, for high power applications (e.g. laser cavities), structural 
antireflection treatment has no adhesion problems like thin films. 
 The design of the subwavelength structures can be simplified by using the 
effect medium theory (EMT). As illustrated in figure 5.10, consider a 
subwavelength grating structure, in which the refractive indices are ns and n0 for 
the two materials. The effective index is dependent on the polarization of the light. 
When the period d is much smaller than the wavelength, the effective indices can 





Here the n|| (n⊥) is the effective index of light which has the polarization parallel 
(perpendicular) to the gratings, and f is the fill factor which is defined as w/d. 
 
Figure 5.10 Illustration of subwavelength structures: The effective refractive index is 
polarization dependent and related to the filling factor. 
 
 Applying the single film design for anti-reflection, the optimized effective 
index is (nsn0)
1/2, and the thickness of the grating is a quarter wave of the 
wavelength in the medium.  
 
 
Figure 5.11 SEM image of subwavelength gratings on the waveguide facet: On the 
facet of a Ge-on-Si waveguide, we made gratings with FIB milling. A thin Pt layer 
avoided excess damage on the Ge material. 
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 In our case of Ge-on-Si waveguides, we consider the TM polarization 
which was adapted to the QCL. For a structure which could be realized with dry 
etching process, we designed gratings which were parallel to the electric field. 
These gratings were designed to have period of 1 µm with the fill factor near 0.2, 
and the thickness of 725 nm into the direction of the waveguide axis. 
 As a quick test on these gratings, we used FIB (focus ion beam) milling to 
realize the structure directly on a waveguide. Ga ions striked on Ge and Si 
surface with energy of 30 KeV. To avoid excess damages on Ge, we put a thin 
layer of Pt as a protection on the milling area. Figure 5.11 shows the SEM image 
of the facet after structuring. We made the same structures on both facets of one 
waveguide. 
 The optical effect of the subwavelength gratings was tested with the 
Fabry-Perot resonance method, in which we measured the waveguide 
transmittance by varying the temperature. See section 3.5.1, as shown in equation 
3.4, the resonance fringes are related to both the propagation loss and the 
reflectivity of the two facets. By comparing the fringes of the same waveguide 
before and after the FIB milling, we could measure the change of the reflectivity. 
 
 
Figure 5.12 Fabry-Perot fringes before and after subwavelength structuring: The 
reflectivity decreased from 34.2% to 8%. 
 
 As shown in figure 5.12, the modulation depth of the Fabry-Perot fringes 
had an obvious drop after structuring the subwavelength gratings on the two 
facets. Assuming the propagation loss kept the same, we could determine the 
reflectivity reduced from 34.2% to 8%. However, the transmittance of the 
waveguide also decreased to 90%, when they were compared at the best aligned 
position. This additional loss could be attributed to the remaining of the Pt thin 
layer on the waveguide and the damages on the Ge material after FIB milling. 
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 Further development of the subwavelength anti-reflection structures can 
be the improvement of FIB milling in order to remove the Pt protection layer. In 
addition, subwavelength structures can be fabricated in the same batch 












This study aimed to develop a compact device for sensing in liquid environments 
with absorption spectroscopy in the evanescent field of a mid IR waveguide. The 
device was successfully realized with a Ge-on-Si waveguide integrated with a 
microfluidic chip, and demonstrated the detection of cocaine in 
tetrachloroethylene. 
 
We demonstrated a singlemode mid-infrared strip waveguide based on a new 
combination of materials, monocrystalline germanium on silicon substrate, which 
had been proposed but not realized. These Ge-on-Si waveguides could be made 
with low propagation loss (<3 dB/cm) and low bending loss (0.12 dB per 90° 
bend). Besides the compatibility with Si technologies, both Ge and Si have large 
third order non-linearity. These properties make it a very good platform for 
further investigations of various mid-IR integrated devices, including couplers, 
interferometers, and resonators. In combination with QCLs which are high power, 
tunable, and compact, we can foresee a growing development base on this 
waveguide in the mid-IR photonics. 
 
One important application for the light in the mid-IR spectrum is sensing of 
chemicals and biological substances. In this study, we integrated a Ge-on-Si strip 
waveguide with a microfluidic system, for the detection of cocaine in 
tetrachloroethylene. This device allows real time measurement of cocaine 
absorption in liquid environments, which shows the potential for studying 
dynamic phenomena in microfluidic environments. By adding a reference 
waveguide, the noise of the device was reduced to a level that 3 times of the 
standard deviation was 0.17%. With enhanced absorption of a longer waveguide, 
the limit of detection can be estimated to near 5 µg/ml. When a tunable laser is 
used, this device can be used to probe a wider spectral range in the mid-IR. The 
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compact size of the device makes it ideal for the future development of a portable 
lab-on-chip system.  
 
A Mach-Zehnder interferometer integrated with a microfluidic chip was also 
demonstrated here. Using Ge-on-Si waveguides, the MZI showed sensing of the 
refractive index changes of the surrounding medium in the mid-IR range. This 
result showed potentials of not only sensing, but also devices like optical 
switches and modulators. 
 
Subwavelength structures were made on the facets of the Ge-on-Si waveguides 
for antireflection purpose. The measured reflectivity was reduced from 34.2% to 
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